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Abstract 

A  technique  permitting  picosecond  probing  of  internal  nodes  of  GaAs  integrated  circuits  has 
been  developed.  Bandwidths  greater  than  200  GHz  are  attained  with  1.25  picosecond  1.06  micron 
optical  pulses.  The  noise,  bandwidth,  and  sensitivity  have  been  examined  in  detail.  The  accuracy 
and  invasiveness  of  the  probe  have  also  been  characterized.  A  microwave  probe  station, 
oscilloscope  display  of  time  waveforms,  and  vector  readouts  for  S-parameter  measurements 
provide  a  simple  user  interface  for  the  probe.  Measurements  have  been  made  on  digital  circuits  up 
to  18  GHz,  microwave  circuits  and  lines  to  100  GHz,  and  novel  structures  to  3  picoseconds.  An 
on-probe  quintupler  extends  the  range  of  available  coplanar  electrical  excitation  to  100  GHz. 
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1.  Introduction 


The  development  of  advanced  GaAs  devices  and  integrated  circuits  has  been  spurred  by  a  number  of 
applications,  including  microwave  and  millimeter-wave  radar  and  communication  systems,  fiber 
optic  digital  data  transmission  at  gigahertz  rates,  high-speed  data  acquisition,  and  the  constant  push 
for  faster  digital  logic  in  high-speed  computers  and  signal  processors;  the  IC's  developed  for  these 
applications  are  creating  new  demands  upon  high-speed  electronic  instrumentation. 

One  demand  is  for  increased  instrument  bandwidth.  GaAs  MESFETs  have  demonstrated  a  max¬ 
imum  frequency  of  oscillation,  fmax.  in  excess  of  110  GHz  [1],  while  pseudomorphic  In- 
GaAs/AlGaAs  modulation-doped  field-effect  transistors  [2]  have  shown  power-gain  bandwidth 
products  which  extrapolate  to  give  fm«  *  200  GHz,  resonant  tunnelling  diodes  have  oscillated  at  56 
GHz  [3],  and  heterojunction  bipolar  transistors  and  permeable  base  transistors  currently  under  de¬ 
velopment  should  show  similar  performance.  Because  the  maximum  frequency  of  oscillation  of 
these  devices  is  often  greater  than  the  100  GHz  bandwidth  of  commercial  millimeter- wave  network 
analyzers,  fmax  is  estimated  by  extrapolation  from  measurements  at  lower  frequencies.  Used  as 
switching  elements,  propagation  delays  and  transition  times  of  1-10  ps  should  be  expected  for  these 
devices,  well  below  the  resolution  of  commercial  sampling  oscilloscopes.  In  either  case  the  device 
bandwidth  exceeds  that  of  the  measurement  instrument 

A  second  demand  is  for  noninvasive  access  to  the  internal  signals  within  high-speed  integrated  cir¬ 
cuits.  GaAs  digital  integrated  circuits  of  MSI  (medium-scale  integration)  complexity  and  1-5  GHz 
clock  rates  are  now  available  commercially,  as  are  GaAs  monolithic  microwave  integrated  circuits 
(MMIC's)  of  SSI  (small-scale  integration)  complexity  and  1-26  GHz  bandwidths.  More  complex 
LSI  (large-scale  integration)  digital  circuits  are  underdevelopment,  and  experimental  SSI  digital  cir¬ 
cuits  operating  with  18  GHz  clock  rates  [4]  have  been  demonstrated.  In  contrast  to  silicon  LSI  inte¬ 
grated  circuits  operating  at  clock  rates  in  the  tens  and  hundreds  of  megahertz,  the  development  of 
GaAs  high-speed  circuits  is  hampered  both  by  poorly  refined  device  models  and  by  layout-dependent 
circuit  parasitics  associated  with  the  high  frequencies  of  operation.  A  test  instrument  providing 
noninvasive  measurements  within  the  integrated  circuit  would  permit  full  characterization  of  such 
complex  high-speed  IC’s. 

These  issues  have  motivated  a  number  of  researchers  to  investigate  alternative  test  techniques,  both 
to  increase  measurement  bandwidth  and  to  allow  internal  testing  of  IC's.  This  paper  begins  with  a 
review  of  conventional  test  methods  and  instruments,  summarizes  several  new  test  techniques  for 
ICs,  and  then  describes  in  detail  the  principles,  capabilities,  limitations,  and  IC  measurement  results 
of  direct  electrooptic  sampling,  a  measurement  technique  that  allows  for  internal-node  voltage 
measurements  in  GaAs  ICs  with  picosecond  time  resolution,  corresponding  to  bandwidths  in  excess 
of  100  GHz. 
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1.1.  Electrical  test  methods 


We  begin  by  considering  the  limitations  of  conventional  test  instruments.  Their  capabilities  and 
characteristics  are  determined  by  two  features:  the  IC  probe  that  connects  the  test  instrument  to  the 
circuit  and  the  test  instrument  itself.  The  IC  probe  has  its  own  intrinsic  bandwidth  that  may  limit  the 
test  method.  In  addition,  the  probe  also  determines  an  instrument's  ability  to  probe  internal  to  the  IC 
due  to  its  size  (limiting  its  spadal  resolution)  and  influence  on  circuit  performance  (loading  of  the  cir¬ 
cuit  from  its  characteristic  and  parasitic  impedances.)  The  test  instrument  sets  the  available  band¬ 
width  given  perfect  IC  probes  or  packaged  circuits,  and  defines  the  type  of  electrical  test,  such  as 
measuring  time  or  frequency  response. 

Connection  of  a  test  instrument  to  an  IC  begins  with  the  external  connectors,  typically  50  Q  coaxial 
cable  with  a  microwave  connector,  such  as  SMA  and  APC-3.5,  standard  microwave  connectors,  or 
K-connector  and  APC-2.4,  newer  connectors  for  46  GHz  (K)  or  50  GHz  (APC  2.4)  operation.  The 
IC  probes  are  the  transitions  from  the  coaxial  cable  to  some  type  of  contact  point  with  a  size  compa¬ 
rable  to  an  IC  bond  pad.  Low-frequency  signals  are  often  connected  with  needle  probes.  At  fre¬ 
quencies  greater  than  several  hundred  megahertz  these  probes  have  serious  parasitic  impedances,  due 
to  shunt  capacitance  from  fringing  fields  and  series  inductance  from  the  long,  thin  needle.  The  para¬ 
sitic  impedances  and  the  relatively  large  probe  size  compared  to  IC  interconnects  limit  their  effective 
use  to  low-frequency  external  input  or  output  circuit  responses  at  the  bond  pads.  For  signals  greater 
than  several  hundred  megahertz,  the  recently  developed  Cascade  Microtech  probe  [5,6]  has  demon¬ 
strated  IC  connections  to  millimeter-wave  frequencies  of  50  GHz.  The  probe  consists  of  a  coaxial 
connector  with  a  transition  to  50  G  coplanar  waveguide  (CPW)  transmission  line  that  then  tapers  to 
bond  pad  size  contacts.  They  offer  good  microwave  performance,  but  their  size  limits  test  points  to 
IC  bond  pads  and  their  50  Q  characteristic  impedance  limits  their  use  to  input  or  output  sections  of 
the  IC. 

Thus,  electrical  probes  suffer  from  a  measurement  dilemma.  Good  high-frequency  probes  use 
transmission  lines  to  control  the  line  impedance  from  the  coaxial  transition  to  the  IC  bond  pad  and  to 
reduce  parasitic  impedances.  The  low  characteristic  impedance  of  such  lines  (typically  50  Q)  limits 
their  use  to  input/output  connections.  High-impedance  probes  suitable  for  probing  intermediate  cir¬ 
cuit  nodes  have  significant  parasitic  impedances  at  microwave  frequencies,  severely  perturbing  the 
circuit  operation  and  affecting  the  measurement  accuracy.  In  both  cases,  the  probe  size  is  large  com¬ 
pared  to  IC  interconnect  size,  limiting  their  use  to  test  points  the  size  of  bond  pads. 

Conventional  test  instruments  for  measuring  high-speed  electrical  signals  consist  of  sampling  os¬ 
cilloscopes,  spectrum  analyzers,  and  network  analyzers.  Sampling  oscilloscopes  measure  the  time 
response  of  repetitive  signals  with  a  resolution  as  short  as  25  ps  or  a  bandwidth  of  14  GHz.  Com¬ 
bined  with  transmission  line  probes  this  instrument  gives  either  time  domain  reflectometry  measure¬ 
ments  or  signal  waveforms  of  an  IC's  external  response,  but  has  neither  the  time  resolution  required 
for  state-of-the-art  GaAs  IC's  nor  the  ability  to  measure  the  internal  node  response  of  MSI  or  LSI 
IC's.  A  promising  note  is  the  recent  introduction  of  a  new  sampling  oscilloscope  based  on  Joseph- 
son  Junction  superconducting  technology  [7]  with  a  time  resolution  of  about  8  ps.  As  with  slower 


2 


sampling  oscilloscopes,  however,  the  50  Q  connectors  limit  its  use  to  external  characterization  of 
IC's. 


Spectrum  and  network  analyzers  measure  the  response  of  circuits  in  the  frequency  domain,  with  a 
range  of  26.5  GHz  typically  and  limited  extension  through  the  millimeter-wave  frequencies  to  300 
GHz.  A  spectrum  analyzer  measures  the  power  spectrum  of  a  signal,  while  network  analyzers  mea¬ 
sure  the  vector  transfer  function  of  a  network  (magnitude  and  phase)  as  a  function  of  frequency.  The 
small-signal,  linear  characteristics  of  microwave  devices  and  circuits  measured  with  a  network  ana¬ 
lyzer  are  usually  expressed  in  terms  of  the  scattering  parameters.  These  provide  a  measure  (often 
extrapolated)  of  fmax.  a  device's  maximum  frequency  of  oscillation,  and  fr»  the  unity  current  gain 
frequency,  figures  of  merit  of  a  device's  operation  speed.  The  frequency  range  of  these  instruments 
can  be  extended  to  millimeter- wave  frequencies  (300  GHz  for  the  spectrum  analyzer,  100  GHz  for 
the  network  analyzer)  using  external  source  multipliers,  mixers  and  waveguide  connectors,  but  the 
frequency  coverage  is  limited  to  1.5:1  waveguide  band  widths  and  the  waveguide  connectors  require 
a  hybrid  mount  of  the  IC  in  a  waveguide  package,  preventing  wafer  testing  of  the  IC.  Network  an¬ 
alyzers  can  provide  time-domain  measurements  of  a  network's  small-signal  step  or  impulse  response 
by  Fourier  transforming  the  small-signal  frequency-domain  two-port  device  parameters.  For  large- 
signal  measurements,  where  the  network  is  no  longer  linear,  the  principle  of  superposition  cannot  be 
applied,  preventing  calculation  of  the  large-signal  time-domain  response  from  measurements  of  fre¬ 
quency-domain  transfer  functions.  For  example,  the  network  analyzer  cannot  measure  the  time 
waveform  response  of  the  IC's  due  to  amplifier  saturation.  Although  spectrum  analyzers  can  mea¬ 
sure  the  harmonic  spectrum  magnitude  of  saturated  or  large-signal  circuit  responses,  the  phases  of 
the  harmonics  are  not  measured,  and  the  large-signal  time  waveforms  again  cannot  be  inferred.  Both 
instruments  also  rely  on  50  Q.  connectors  and  IC  probes,  limiting  their  ability  to  probe  an  IC  to  its 
external  response.  For  network  analysis,  a  further  issue  is  de-embedding  the  device  parameters  from 
the  connector  and  circuit  fixture  response,  a  task  which  grows  progressively  more  difficult  at  in¬ 
creasing  frequencies,  particularly  for  millimeter-wave  testing. 


1.2.  Non<ElectricaI,  Novel  test  techniques 

With  the  objective  of  either  increased  bandwidth  or  internal  IC  testing  with  high  spatial  resolution  (or 
both)  a  number  of  new  test  techniques  have  been  introduced  and  demonstrated.  One  method  of 
measuring  a  voltage  on  IC  conductors  is  to  energy  analyze  secondary  electron  emission.  To  test 
logic  level  signals  in  VLSI  silicon  IC's  researchers  in  the  late  1960's  developed  the  voltage  contrast 
scanning  electron  microscope  (SEM)  or  E-beam  probing  [8,9].  This  technique  uses  an  electron 
beam  from  an  SEM  to  stimulate  secondary  electron  emission  from  surface  metallization.  For  a  metal 
conductor  at  ground  or  negative  potential,  the  elections  have  sufficient  energy  to  be  collected  by  a 
detector  shielded  by  an  energy  analyzer  grid.  Metal  lines  at  a  positive  potential  retard  the  emitted 
electrons,  lowering  their  energy  and  reducing  the  number  of  electrons  detected.  The  detected  signal 
is  small  for  IC  voltage  levels;  to  improve  time  resolution  the  signal  is  sampled  with  electron  beam 
pulses  and  averaged  to  improve  signal-to-noise  ratio. 

Commercial  SEM's  have  sensitivities  of  1-10  mV,  bandwidths  up  to  2  GHz  or  time  resolutions  of 
*i  ns,  and  a  spatial  resolution  as  small  as  20  nm.  Compared  to  typical  operating  speeds  of  com- 
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mercial  silicon  VLSI  (clock  rates  of  10  to  100  MHz)  this  technique  has  good  time  resolution,  ac¬ 
ceptable  sensitivity,  and  excellent  spatial  resolution.  The  system's  time  resolution  is  set  by  gating  the 
E-beam  from  the  thermionic  cathodes  of  standard  SEM's.  For  decreasing  electron  beam  duration  re¬ 
quired  for  increased  time  resolution,  the  average  beam  current  decreases,  degrading  measurement 
sensitivity  and  limiting  practical  systems  to  a  time  resolution  of  several  hundred  picoseconds.  To 
overcome  this  limitation,  a  technique  which  implements  a  photocathode  triggered  by  an  intense  pi¬ 
cosecond  optical  pulse  to  generate  short,  high-current  electron  pulses  [10]  has  been  demonstrated. 
This  approach  shows  promise  for  achieving  time  resolution  approaching  10  ps  with  the  SEM  probe. 
The  major  drawbacks  of  SEM  testing  are  its  complexity  and  its  relatively  high  cost 

Photoemissive  sampling,  based  on  analyzing  secondary  electron  emission  from  1C  conductors  simi¬ 
lar  to  E-beam  resting,  uses  intense,  energetic  light  from  a  pulsed  laser  focused  on  an  1C  conductor  to 
generate  photoelectrons.  An  extraction/retarding  grid  combination  placed  in  close  proximity  to  the 
conductor  energy  analyzes  the  electrons,  with  a  resulting  secondary  electron  emission  varying  with 
the  conductor  potential.  The  feasibility  of  this  new  approach  is  made  possible  by  picosecond 
pulsewidth,  high  peak  power  lasers,  and  offers  a  potential  improvement  in  time  resolution  and 
sensitivity  over  the  SEM  probe.  The  technique  is  not  available  commercially,  but  a  number  of  re¬ 
searchers  have  demonstrated  systems  with  time  resolution  as  short  as  7  ps  with  good  spatial  resolu¬ 
tion  and  millivolt  sensitivity  [11,12,13].  With  both  electron-beam  and  photoemissive  sampling, 
electron  beams  and  electron  extraction  fields  can  produce  charge  concentrations  within  the  semicon¬ 
ductor  substrate  through  charging  of  deep  levels,  or  at  its  surface,  through  field-induced  surface  in¬ 
version. 

A  technique  which  optically  senses  free-carrier  charge  density  was  recently  developed  for  mea¬ 
surements  within  silicon  IC  devices  [14,15].  Because  of  its  centrosymmetric  crystal  structure,  sili¬ 
con  exhibits  no  bulk  second-order  optical  nonlinearities,  such  as  the  electrooptic  effect,  to  use  as  a 
basis  for  an  optical  measurement  system.  Third-order  effects,  such  as  voltage-dependent  second- 
harmonic  generation  or  the  optical  Kerr  effect,  are  in  general  very  weak  and  result  in  impractical 
systems  in  terms  of  measurement  sensitivity  and  implementation.  Most  semiconductor  devices 
function  by  modulating  charge  density  within  a  control  region,  which  contributes  to  material  index  of 
refraction  as  described  by  the  plasma-optical  relation 


where  no  is  the  bulk  index  of  refraction,  to  is  the  optical  probe  frequency,  cop  is  the  plasma  resonance 
frequency,  N  is  the  electron  concentration  in  the  conduction  band,  P  is  the  hole  concentration  in  the 
valence  band,  E*  is  the  permittivity  of  the  substrate  material,  and  me*  and  mh*  are  the  electron/hole 
conductivity  effective  masses.  The  change  in  charge  density  is  detected  with  a  compact  optical  inter¬ 
ferometer  using  a  1.3  (im  wavelength  (the  absorption  minimum  in  silicon)  semiconductor  laser  as  the 
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probe,  shown  schematically  in  Figure  1.  In  contrast  to  electrooptic  techniques,  where  typical  probe 
beam  intensity  modulation  is  on  the  order  of  0.1%,  for  the  charge  density  typical  of  integrated  silicon 
bipolar  transistors  the  probe  beam  modulation  in  the  charge-sensing  system  is  on  the  order  of  1%. 
This  sensitivity  has  allowed  the  demonstration  of  single-shot  (i.e.  no  repetitive  sampling)  detection 
of  a  silicon  bipolar  junction  transistor's  switching  signal  in  a  200  MHz  bandwidth  (Figure  2).  Since 
the  plasma-optical  effect  occurs  in  all  semiconductor  materials,  this  technique  is  applicable  to  GaAs 
IC's  and  shows  promise  for  studying  device  characteristics  and  charge  dynamics. 

Another  optical  probe  scheme  is  electrooptic  sampling,  which  uses  an  electrooptic  light  modulator  to 
intensity  modulate  a  probe  beam  in  proportion  to  a  circuit  voltage.  The  technique  was  initially  devel¬ 
oped  to  measure  the  response  of  photoconductors  and  photodetectors  faster  than  the  time  resolution 
of  sampling  oscilloscopes  [16,17,18,19]  and  used  an  external  electrooptic  modulator  (typically  lithi¬ 
um  tantalate,  LiTaQj)  connected  to  the  device  under  test  A  polarized  optical  probe  beam  passes 
through  an  electrooptic  crystal,  whose  index  of  refraction  changes  due  to  the  presence  of  an  electrical 
signal  (Figure  3.)  The  polarization  of  the  light  after  passing  through  the  electrooptic  crystal  depends 
on  the  signal  driving  the  modulator,  and  passing  the  probe  beam  through  a  polarizer  results  in  a 
signal-dependent  intensity  modulation.  The  approach  exhibits  excellent  time  resolution  (<0.5  ps) 
due  to  the  advanced  level  of  ultrashort  pulse  generation  with  the  colliding-pulse  mode-locked  (CPM) 
laser  and  the  very  high  intrinsic  speed  of  the  electrooptic  effect.  Combined  with  a  cryogenic  system, 
optical  measurements  of  electrical  signals  have  been  made  at  liquid  helium  temperatures[20].  How¬ 
ever,  the  hybrid  lithium  tantalate  electrooptic  modulator  requires  connecting  the  test  point  on  the  IC  to 
the  transmission  line  of  the  modulator,  restricting  its  use  to  external  test  points.  Unless  carefully 
designed,  the  system's  time  resolution  is  degraded  by  the  hybrid  connection  between  the  modulator 
and  the  device  under  test,  due  to  the  loading  of  the  test  point  from  the  relatively  low  characteristic 
impedance  of  the  transmission  line,  and  due  to  the  parasitic  impedances  of  bond  wires. 

Using  an  electrooptic  needle  probe  (Figures  4&5)  [21],  the  technique  has  been  extended  to  internal 
node  probing  of  ICs.  The  needle,  a  fused  silica  rod  with  a  40  x  40  micron  tip  of  LiTaC>3  coated  for 
high  reflection  of  the  probe  beam,  is  brought  close  to  a  conductor,  introducing  fields  within  the 
probe  tip.  As  with  the  hybrid  electrooptic  scheme,  the  electric  fields  change  the  polarization  of  the 
probing  beam,  and  the  reflected  beam  is  analyzed  by  a  polarizer.  The  LiTaCb  electrooptic  material, 
transparent  to  visible  wavelength  light,  allows  the  use  of  ultrashort  sampling  pulses  from  a  CPM 
laser,  a  step  response  risetime  of  less  than  300  fs  has  been  demonstrated[22,23].  Because  the  probe 
relies  on  no  optical  or  electrical  properties  of  the  circuit  under  test,  circuits  of  any  substrate  material 
can  be  tested  without  sample  preparation.  The  probe  exhibits  some  small  circuit  invasiveness 
through  capacitive  loading  on  the  order  of  10  femtofarads  due  to  the  proximity  of  the  LiTaOj  probe 
tip  of  dielectric  constant  £f  =  40.  The  polarization  shift  in  lithium  tantalate,  proportional  to  the  lateral 
electric  field,  may  make  the  probe  sensitive  to  signals  from  nearby  conductors  in  addition  to  the  po¬ 
tential  of  the  probed  conductor. 

The  external  electrooptic  sampling  techniques  described  above  can  provide  signal  measurements  with 
subpicosecond  time  resolution  (equivalent  to  bandwidths  of  approaching  1  THz.)  Direct  electrooptic 
sampling,  a  related  technique  where  the  substrate  of  the  GaAs  circuit  under  test  serves  as  the  elec¬ 
trooptic  modulator,  eliminates  the  electrical  parasitics  associated  with  external  electrooptic  elements 
and  provides  voltage  measurements  of  points  internal  to  the  IC  with  picosecond  time  resolution  and 
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Figure  1:  Chargc-sennng  system  schematic  [14,13].  The  Wollaston  prism  separates  the  input  beam  into  a  probe 
bessa  and  a  reference  beam.  The  presence  of  charge  in  the  probe  beam  path  results  in  a  change  in  output  intensity  at 
the  photodiodes  proportional  to  the  charge  concentration,  as  described  in  the  text.  PBS  denotes  a  polarizine 
beamsplitter  cube.  r  8 


-coded  data.  Time  scale  is  20  ns  per  division. 


Figure  3:  Electroopuc  sampling  system  lit).  Courtesy  of  J  A.  VaMnumis.  AT&T  Bell 


Figure  4:  Electrooptic  needle  probe  for  on-wafer  measurements  (21,22).  Courtesy  of  I.A.  Valdmanis,  ATAT  Bell 


micron  spatial  resolution.  This  method's  principles,  capabilities,  and  circuit  measurement  results  are 
described  in  the  following  sections. 


2.  Principles  of  Direct  Electrooptic  Sampling  in  GaAs  IC’s 

The  electrooptic  effect,  an  anisotropic  variation  in  a  material's  dielectric  constant  due  to  an  applied 
electric  field,  is  present  in  a  variety  of  non-centrosymmetric  crystals.  Among  these  are  GaAs,  InP 
and  AlAs,  used  for  high-speed  semiconductor  devices,  and  lithium  niobate  (LiNb03),  lithium  tanta- 
late  (LiTaC>3)  and  potassium  dihydrogen  phosphate  (KH2PO4),  used  for  nonlinear  optical  devices. 
Centrosymmetric  crystals  do  not  exhibit  the  electrooptic  effect;  notable  among  these  materials  are 
silicon  and  germanium.  The  change  in  refractive  index  of  electrooptic  materials  with  electric  field  can 
be  used  for  optical  phase-modulation,  and,  from  this,  polarization-modulation  or  intensity-modula¬ 
tion  [24,25].  Direct  electrooptic  sampling  uses  the  electrooptic  effect  in  GaAs  to  obtain  voltage- 
dependent  intensity  modulation  of  a  probe  beam  [26,27].  As  with  other  experimental  probing  meth¬ 
ods,  a  pulsed  optical  probe  beam  permits  a  potential  time  resolution  on  the  order  of  one  picosecond 
or  instrument  bandwidths  greater  than  100  GHz. 

Without  external  electrooptic  elements,  the  invasive  properties  of  those  elements  are  eliminated,  per¬ 
mitting  probing  with  no  electrical  contact,  no  loading  of  the  test  point  with  low-impedance  transmis¬ 
sion  lines,  and  no  parasitic  probe  impedance.  Because  the  probing  beam  can  be  focused  to  a  spot  of 
diameter  of  several  microns,  the  probe's  spatial  resolution  allows  access  to  finely-spaced  conductors 
in  LSI  GaAs  circuits.  Direct  electrooptic  sampling  thus  provides  the  bandwidth,  the  spatial  resolu¬ 
tion,  and  the  internal-node  access  necessary  for  characterization  of  high-speed  GaAs  integrated  cir¬ 
cuits. 


2.1.  Electrooptic  Voltage  Probing  in  a  GaAs  Crystal 

GaAs  is  one  of  simplest  electrooptic  crystals,  a  zincblende  with  crystal  symmetry  43m.  Its  cubic 
structure  results  in  no  natural  (field-free)  birefringence  and  a  symmetric  electrooptic  tensor  with 
equal-valued  elements .  The  electrooptic  tensor  in  GaAs  is  [28] 
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An  applied  electric  field  induces  a  birefringence  described  by  the  index  ellipsoid 
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where  no  is  the  zero-field  refractive  index,  r4i  is  the  electro-optic  coeffici-.  u  GaAs,  and  E  is  the 
applied  electric  field  in  the  direction  indicated  by  its  subscript  The  intersection  of  the  index  ellipsoid 
and  a  plane  normal  to  the  optical  propagation  direction  defines  an  ellipse  whose  major  and  minor 
axes  give  the  allowed  (eigenvector)  polarization  directions  and  their  refractive  indices. 

To  relate  this  to  an  IC  substrate,  Figure  6  shows  the  principal  crystal  axes  of  a  GaAs  IC  fabricated  on 
standard  (100)-cut  material.  The  X,  Y,  and  Z  axes  are  aligned  with  the  <100>  directions  of  the 
GaAs  cubic  Bravais  lattice,  while  the  Y'  and  Z'  axes  are  aligned  with  the  [Oil]  and  [01 1]  directions 
parallel  to  the  cleave  planes  of  the  a  GaAs  wafer  (along  which  individual  ICs  are  scribed)  and  45°  to 
the  [010]  and  [001]  directions.  For  an  optical  plane  wave  traveling  in  the  X  direction,  the  inter¬ 
section  of  the  index  ellipsoid  and  the  x=0  plane  normal  to  its  direction  of  propagation  defines  an  el¬ 
lipse  in  the  (Y\  Z')  plane 
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The  Y'  and  Z'  axes  are  the  eigenvectors  of  the  electrooptic  effect  and  form  the  natural  coordinate 
system  for  describing  electrooptic  sampling  in  GaAs  ICs.  The  refractive  indices  ny'  and  nz'  in  the 
Y’  and  Z'  directions  are 


nj  r4I  Ex 

(6a) 

nj  riti  Ex 

nz-  -  no - 5 - 

(6b) 

and  these  field-dependent  refractive  indices  result  in  differential  phase  shift  for  beam  polarizations  in 
the  Y'  and  V  directions. 

Consider  the  transmission  electrooptic  amplitude  modulator  shown  in  Figure  7.  A  circularly-polar¬ 
ized  plane  wave  propagating  through  the  substrate  receives  a  change  in  phase  between  the  Y'  and  Z' 
polarizations  due  to  the  electrooptic  effect  in  proportion  to  the  electric  field  given  by 
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such  that  the  beam  emerging  from  the  substrate  has  changed  from  circular  to  slightly  elliptical  po¬ 
larization.  Note  that  the  product  EXW  of  the  substrate  thickness  and  the  x-component  of  the  electric 
field  is  the  potential  difference  V  between  the  front  and  back  surfaces  of  the  GaAs  wafer  where  the 
probing  beam  traverses  the  wafer.  This  result  holds  for  a  general  field  distribution;  a  plane-wave 
optical  beam  propagating  along  a  <100>  direction  experiences  a  change  in  phase  shift  proportional  to 
product  of  the  longitudinal  electric  field  and  the  substrate  thickness,  i.e.  it  is  only  affected  by  the  po¬ 
tential  difference  V  across  the  wafer  at  the  probe  point 

To  measure  this  voltage-induced  polarization  change,  the  beam  emerging  from  the  GaAs  is  passed 
through  a  polarizer  oriented  at  45°  to  the  Y'  and  Z'  axes.  The  intensity  of  the  output  beam  is  then 
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where  P0  is  the  output  intensity  with  zero  field  in  the  substrate.  V* ,  called  the  half-wave-voltage, 
and  given  by 


V* 
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is  the  voltage  required  for  180°  phase  shift  between  the  Y*  and  Z'  polarizations.  For  GaAs,  V*  =  10 
kV  at  a  wavelength  of  1.064  pm  for  no  =  3.6,  and  r4i  =  1.4  *  10" 12  mJV  [29];  the  argument  of  the 
sine  .expression  is  thus  small  ,  far  typical  voltages  V  on  integrated  circuits,  and  Eqn.  8  can  be  ap¬ 
proximated  by 

PoutS  Po[l  +  ^7“  j  (10) 

Thus  for  substrate  voltages  to  several  hundred  volts,  the  output  beam  intensity  is  nearly  linear  and  in 
direct  proportion  to  the  voltage  across  the  substrate.  The  intensity  of  the  output  beam,  detected  by  a 
photodiode,  is  thus  a  measure  of  the  voltage  across  the  substrate  of  the  IC. 
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2.2.  Probing  geometries  in  GaAs  IC's 


The  transmission  modulator  of  Figure  7  requires  separate  lenses  for  focusing  and  collecting  the 
probe  beam,  precisely  aligned  on  opposite  sides  of  the  wafer  for  IC  measurements.  Also,  high- 
density  interconnections  on  the  circuit  side  of  digital  IC’s  and  backside  metallization  on  many 
microwave  ICs  would  obstruct  the  beam  passage  through  the  wafer.  Reflection- type  probing  ge¬ 
ometries  as  shown  in  Figure  8  provide  better  access  to  ICs,  using  a  single  lens  for  focusing  and 
using  the  IC  metallization  for  reflection.  The  frontside  geometry  is  suitable  for  probing  microstrip 
transmission  lines  of  MMIC's.  The  backside  geometry  permits  very  tight  focusing  of  the  probing 
beam  to  a  diameter  limited  by  the  numerical  aperture  of  the  focusing  lens,  and  provides  a  probe  beam 
modulation  sensitive  to  the  probed  conductor's  voltage  but  independent  of  nearby  signal  conductors 
for  typical  IC  layout[30],  a  necessity  for  testing  high-density  ICs. 

For  microstrip  transmission  lines  typically  used  in  MMIC's,  the  fields  extend  laterally  from  the  con¬ 
ductor  roughly  a  distance  equal  the  substrate  thickness;  the  probe  beam  is  focused  from  the  top  of  the 
substrate  through  the  fringing  fields  of  the  conductor  to  a  beam  spot  size  diameter  approximately 
one-tenth  of  the  substrate  thickness  so  that  it  overlaps  well  with  the  fringing  fields.  Other  MMIC's 
use  planar  transmission  lines  such  as  coplanar  waveguide  (CPW)  for  microwave  interconnects. 
MSI/LSI  circuits  typically  use  thin  metal  lines  (3  to  10  pm);  the  electric  field  distribution  around  the 
conductors  is  a  strong  function  of  their  layout.  For  these  types  of  interconnects  and  for  planar 
transmission  lines,  the  extent  of  the  fields  into  the  substrate  is  on  the  order  of  the  distance  between 
signal  conductors  and  grounds.  Typical  IC  substrate  thickness  (400  to  500  pm)  is  much  greater  than 
conductor  spacings;  the  electric  fields  lie  near  the  substrate  surface,  and  the  back  of  the  substrate  is 
nearly  at  an  equipotential  with  respect  to  individual  conductors  on  the  IC  surface.  The  optical  probe, 
focused  through  the  back  of  the  substrate  to  a  spot  diameter  less  than  or  equal  to  the  conductor 
width,  is  modulated  by  the  voltage  on  the  conductor  nearly  independent  of  signals  from  nearby  con¬ 
ductors  (see  Section  4.2  on  digital  circuits  and  Figs.  28  &  29  for  examples  of  probing  closely 
spaced  IC  conductors.) 

In  both  cases  the  optical  probe  is  reflected  from  metallization  on  the  IC.  The  signal  is  proportional  to 
the  amount  of  light  reflected,  and  if  the  reflectivity  of  the  metallization  varies,  the  signal  strength  also 
varies.  The  signal  can  be  normalized  to  the  amount  of  reflected  light,  but  metallization  such  as 
ohmic  contacts,  which  may  be  very  rough,  will  cause  poor  signal  sensitivity  if  a  large  fraction  of  the 
probe  beam  is  scattered.  Because  integrated  circuits  are  patterned  by  optical  lithography,  the  wafer 
top  surface  has  good  optical  quality.  For  backside  probing  the  back  of  the  wafer  must  be  polished  to 
allow  passage  of  the  probe  beam  with  negligible  scattering.  For  frontside  probing  the  ground  plane 
should  be  sufficiently  reflective  to  provide  a  good  return  beam  -  most  MMIC's  we  have  encountered 
have  shown  adequate  ground-plane  reflectivity. 

In  reflection-mode  probing,  the  incident  and  reflected  beams,  centered  on  the  microscope  lens  for 
optimum  focusing,  can  be  separated  by  manipulation  of  their  polarizations  (Figure  9.)  The  advan¬ 
tages  of  this  arrangement  for  IC  probing  are  ease-of-alignment,  on-axis  focusing  for  diffraction- 
limited  spot  size,  and  efficient  use  of  the  optical  signal  (in  contrast  to  using  a  beamsplitter  to  separate 
the  incident  and  return  beams,  which  attenuates  half  the  optical  power  on  each  pass.)  The  polariza¬ 
tion  states  of  this  arrangement  may  be  analyzed  by  Jones  calculus,  and  are  qualitatively  described  as 
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figure  8:  Reflection-mode  probing  geometries  for  elcctrooptic  sampling  of  GaAs  integrated  circuits  The  frontside 
geometry  is  used  for  probing  microstnp  transmission  lines  on  MMIC’s.  while  the  backside  geometry  is  used  for 
probuig  planar  transmission  lines  oo  MMICs  and  interconnects  lines  on  digital  ICs. 


Figured.  Coaxial  anangemau  for  Kpamioa  of  incident  and  reflected  beams  in  reflection-mode  probing. 


follows.  A  linearly  polarized  probe  beam  from  the  polarizing  beamsplitter  passes  through  a  quarter- 
waveplate,  oriented  at  22.5°  to  the  axis  of  the  beamsplitter,  producing  an  elliptical  polarization.  A 
half-waveplate  oriented  at  33.75°  then  rotates  the  elliptical  polarization  an  additional  22.5°  to  align  its 
major  axis  at  45°  to  the  [Oil]  direction  of  the  GaAs  substrate  (i.e.  oriented  at  45°  to  the  substrate 
cleave  planes.)  The  on-axis  probe  beam  is  focused  by  a  microscope  objective  next  to  a  conductor 
(frontside  probing)  or  on  the  conductor  (backside  probing.)  The  reflected  beam  passes  back  through 
the  lens  and  the  waveplates,  producing  a  linear  polarization  at  45°  to  the  axes  of  the  polarizing  beam¬ 
splitter,  and  the  polarization  component  at  90°  orientation  is  directed  by  the  beamsplitter  onto  a  pho¬ 
todiode.  The  probed  conductor  voltage  changes  the  polarization  of  the  return  beam  through  the  elec¬ 
trooptic  effect  by  changing  the  angle  of  the  linearly  polarized  light  prior  to  the  polarizer,  and  thus  the 
intensity  incident  upon  the  photodiode.  The  resulting  intensity  varies  as  in  Eqn.  10  where  Vn  is 
now 


V*  =  -~-=5kV  (11) 

4nor4i 

giving  twice  the  sensitivity  for  the  reflection-mode  cases.  The  on-axis  return  beam  may  be  separated 
from  the  incident  beam  with  a  Faraday  isolator.  The  signal  from  this  beam  is  out-of-phase  with  the 
first  beam  allowing  for  differential  detection  to  further  improve  signal  sensitivity. 

2.3.  Electrooptic  Sampling 

The  longitudinal  reflection-mode  geometries  provide  intensity  modulation  proportional  to  voltage  for 
IC  probing.  With  a  continuous  optical  probe  beam,  the  output  intensity  incident  upon  the  photodiode 
will  be  a  large  steady-state  intensity  Po  plus  a  small  intensity  change  following  the  voltage  of  the 
probed  conductor,  microwave-frequency  or  picosecond-risetime  signals  on  the  probed  conductor  will 
result  in  microwave-frequency  or  picosecond-risetime  modulation  of  the  probe  beam.  Detection  of 
this  modulation  would  require  a  photodiode/receiver  system  with  bandwidth  comparable  to  that  of 
the  detected  signal.  With  commercial  sampling  oscilloscopes  limited  to  »14  GHz  and  infrared  pho¬ 
todiodes  limited  to  -20  GHz,  the  probing  system's  bandwidth  would  be  insufficient  for  many  high¬ 
speed  and  microwave  GaAs  circuits.  In  addition,  the  small  modulation  provided  by  the  electrooptic 
effect  would  result  in  extremely  poor  signal-to-noise  ratio  using  direct  detection  at  microwave  band- 
widths,  and  thus  very  poor  instrument  sensitivity. 

Mode-locked  laser  systems  in  conjunction  with  optical  pulse  compressors  can  generate  extremely 
short  optical  pulses.  At  visible  wavelengths,  pulses  as  short  as  6  fs  [31,32]  have  been  generated, 
while  at  the  infrared  wavelengths  where  GaAs  is  transparent,  pulses  as  short  as  33  fs  have  been 
generated  [33,34].  Sampling  techniques  using  a  pulsed  optical  probe  can  achieve  a  time  resolution 
set  by  the  optical  pulse  duration  and  the  circuit-probe  interaction  time,  permitting  instrument  band- 
widths  exceeding  100  GHz.  We  describe  repetitive  sampling  in  the  time  domain  as  synchronous 
sampling ,  where  equivalent-time  measurements  of  the  voltage  waveforms  are  made  in  a  manner  sim¬ 
ilar  to  the  operation  of  a  sampling  oscilloscope,  and  in  the  frequency  domain  as  harmonic  mixing, 
where  the  electrooptic  sampler  measures  the  amplitude  and  phase  of  sinusoidal  voltages  on  probed 
conductors,  similar  to  a  microwave  network  analyzer. 
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In  synchronous  or  equivalent-time  sampling,  an  optical  probe  pulse  with  a  repetition  rate  fo  (set  by 
the  laser)  samples  a  repetitive  voltage  waveform.  If  the  waveform  repeats  at  exactly  N*fo,  an  inte¬ 
ger  multiple  of  the  probe  repetition  rate,  an  optical  pulse  interacts  with  the  waveform  every  N*  peri¬ 
od  at  a  fixed  point  within  its  cycle.  Over  many  repetitions,  the  pulses  sample  the  voltage  waveform 
at  the  same  time  within  the  cycle,  undergoing  an  equal  modulation  of  each  pulse’s  intensity.  The  re¬ 
sulting  change  in  the  average  intensity  of  the  probe  beam,  proportional  to  the  signal,  is  detected  by  a 
photodiode  receiver  whose  bandwidth  is  much  less  than  the  optical  pulse  repetition  frequency.  To 
detect  the  entire  time  waveform,  the  waveform  frequency  is  increased  by  a  small  amount  Af  (Figure 
10.)  The  probe  pulses  are  then  slowly  delayed  with  respect  to  the  waveform,  sampling  successively 
delayed  points,  so  that  the  average  intensity  at  the  photodiode  changes  in  proportion  to  the  wave¬ 
form,  but  repeating  at  a  rare  Af.  The  receiver  then  averages  (low-pass  filters)  the  photocurrent  over  a 
period  much  longer  than  1/fo,  eliminating  the  individual  pulses.  The  averaged  photocurrent  /0ut  is 
then  continuous  and  varies  with  V(t) ,  but  at  the  slow  repetition  rate  Af 


W(t) 


=  b 


r.  x 

f  t  Af  y 

i - 

+ 

A 

< 

[Nfo+Af  J  . 

(12) 


where  Io  is  the  average  photodiode  current.  Typically  fo  is  *82  MHz,  N  varies  from  1  to  500  for 
circuit  drive  frequencies  to  40  GHz,  and  Af  is  10  to  100  Hertz.  In  contrast  to  pump/probe  sampling, 
which  has  one  probe  pulse  for  every  pump  signal,  the  signal  repeats  N  times  between  probe  pulses 
in  equivalent-time  sampling.  Because  the  pulse  repetition  rate  is  harmonically  related  to  the  signal 
repetition  rate,  Nyquist’s  sampling  theorem  (which  states  maximum  recoverable  signal  bandwidth  is 
half  the  sampling  rate)  does  not  apply  in  terms  of  setting  the  bandwidth  of  this  measurement.  In¬ 
stead,  the  bandwidth  is  determined  by  the  sampling  pulsewidth,  the  relative  jitter  between  sampling 
pulses,  and  the  interaction  time  between  the  pulse  and  the  signal.  These  factors  are  discussed  in  de¬ 
tail  in  Section  3.2. 

The  frequency  domain  description  of  equivalent-time  sampling  is  known  as  harmonic  mixing.  The 
time  domain  signal  detected  by  the  photodiode  receiver,  proportional  to  the  product  of  the  laser  signal 
and  the  measured  signal  in  the  time  domain,  has  a  frequency  spectrum  determined  by  the  spectrum  of 
the  laser. convolved  with  the  spectrum  of  the  measured  signal  [35].  In  the  frequency  domain 

F{Pou«(t)}  =  F { P(t) }  * [s(f)  +  (13) 

where  F  is  the  Fourier  transform  operator,  Pout(t)  is  the  intensity  out  of  the  polarizer,  P(t)  is  the  laser 
intensity,  5(f)  is  the  delta  function,  and  *  represents  the  convolution  operation.  Figure  1 1  shows  a 
schematic  representation  of  this  convolution  for  a  mode-locked  laser  spectrum  and  a  single  mi¬ 
crowave  frequency  signal.  Scaled  replicas  of  the  signal  appear  in  the  laser  intensity  spectrum  as  am¬ 
plitude-modulation  sidebands  around  each  laser  harmonic.  The  magnitude  and  phase  of  the  signal  is 
recovered  from  the  baseband  harmonic  with  a  low-frequency  photodiode  and  a  synchronous  detec¬ 
tor. 
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Figure  1 1:  Elcctroopuc  harmonic  mixing. 
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3.  System  performance 

3.1.  System  description 

The  sampling  system,  shown  schematically  in  Figure  12,  can  be  grouped  into  three  sections;  the 
laser  system  for  optical  pulse  generation,  the  microwave  instrumentation  for  driving  the  IC  under 
test,  and  the  receiver  system  for  signal  processing  and  data  acquisition.  The  laser  system  consists  of 
a  mode-locked  Nd:YAG  laser,  a  fiber- grating  pulse  compressor,  and  a  timing  stabilizer  feedback 
system.  The  Nd:YAG  laser  produces  1.06  Jim,  90  ps  pulses  at  an  82  MHz  rate  with  free-running 
pulse-to-pulse  timing  fluctuations  of  4  ps  rms,  reduced  to  less  than  300  fs  rms  by  a  phase-lock-loop 
feedback  system  [36,37]  which  synchronizes  and  stabilizes  the  laser  pulse  timing  with  respect  to  the 
microwave  synthesizer.  The  fiber-grating  pulse  compressor  shortens  the  pulses  to  1.5  ps  FWHM 
(full  width  at  half  maximum)  [38,39,40].  The  beam  passes  through  a  polarizing  beamsplitter  and 
two  waveplates  to  adjust  its  polarization,  then  is  focused  through  the  IC  substrate  with  a  microscope 
objective  to  a  3  pm  spot  on  the  probed  conductor  (backside  probing)  or  a  10  pm  spot  on  the  ground 
plane  beneath  and  adjacent  to  the  probed  conductor  (frontside  probing.)  The  reflected  light  is  ana¬ 
lyzed  by  the  polarizing  beamsplitter  and  detected  by  a  photodiode  connected  to  a  vector  receiver. 

To  drive  the  IC,  a  microwave  synthesizer  generates  either  sinusoidal  excitation  for  microwave  cir¬ 
cuits,  or  the  clock/data  signals  for  digital  circuits.  For  wafer-level  testing  of  IC's  the  drive  signal  is 
delivered  with  a  microwave  probe  station  (Cascade  Microtech  Model  42,  Figs.  13&14)  modified  to 
allow  for  backside  electrooptic  probing.  The  transmission  line  probes  used  with  this  test  station  al¬ 
low  for  launching  a  signal  on  the  IC  with  repeatable,  low  reflection  connections  in  a  50  ft  environ¬ 
ment  to  40  GHz. 

Signal  processing  is  critical  to  achieve  accurate,  shot-noise  limited  measurements.  Harmonic  mixing 
is  used  for  vector  voltage  measurements.  The  synthesizer  is  set  to  an  exact  multiple  of  the  laser  rep¬ 
etition  rate  plus  a  I- 10  MHz  frequency  offset,  and  the  receiver  is  configured  as  a  synchronous  de¬ 
tector  (i.e.  an  RF  lock-in  amplifier)  to  measure  the  magnitude  and  phase  of  the  received  signal  at  the 
frequency  offset  Equivalent-time  sampling  is  used  to  view  time  waveforms.  The  synthesizer  is  set 
to  an  exact  multiple  of  the  laser  repetition  rate  (82  MHz),  plus  a  small  frequency  offset  Af  (1-100 
Hz.)  Pulse  modulation,  phase  modulation,  or  fast  offset/averaging  signal  processing  as  described  in 
Section  3 .3  is  required  to  suppress  laser  intensity  noise.  The  resulting  signal  varies  at  the  slow 
offset  rate  Af  in  proportion  to  the  detected  signal. 

Direct  electrooptic  sampling  has  also  been  demonstrated  using  a  mode-locked  or  gain-switched  In- 
GaAsP  injection  laser  to  generate  sampling  pulses  of  10-20  ps  pulsewidth  [41,42].  This  system 
uses  two  synthesizers,  referenced  to  a  master  clock,  to  drive  the  laser  and  to  supply  a  signal  to  the 
IC.  The  longer  pulsewidths  of  the  injection  laser  decrease  the  system’s  potential  time  resolution 
compared  to  the  1.5  ps  pulsewidths  generated  using  the  Nd:Y AG/pulse  compressor,  but  the  injection 
laser  pulses  have  sub-picosecond  timing  jitter  and  the  laser  is  a  very  compact  and  stable  optical 
source  with  a  continuously  tunable  pulse  repetition  rate.  This  system  has  also  been  used  to  measure 
electrical  signals  in  InP  (indium  phosphide)  IC's  [43]. 
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Electrooptic  Sampling  System 


Figure  13:  Overall  view  of  Cascade  microwave  probe  station  modified  for  electrooptic 
sampling  [6] 


Figure  13:  Cascade  [6]  microwave  wafer  probe  station  modified  for  electrooptic  sampling, 
b)  View  showing  probe  beam  focusing  objective  below  the  wafer  stage.  The 
probe  beam  is  focused  on  the  IC  through  a  hole  or  a  sapphire  window  in  the 
wafer  stage. 


VIOICON 

VIEWING 

SYSTEM 


D 


Figwe  14:  Sctauticdtapaa  of  the  bean  path  diraafh  the  Cascade  probe  safes. 
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Figure  15.  Autocorrelation  of  the  1.4  ps  FWHM  compressed  pulse  (solid  line)  and  the  autocorrelation  of  an  ideal 


3.2.  Bandwidth 


The  system’s  bandwidth  or  time  resolution  is  determined  by  the  optical  pulsewidth,  the  pulse-to- 
pulse  timing  jitter  of  the  laser  with  respect  to  the  microwave  synthesizer  driving  the  circuit,  the  inter¬ 
action  time  of  the  probe  pulse  and  the  electrical  signal,  and  the  effective  receiver  response  time.  We 
assume  Gaussian  distributions  for  each  term  for  simplicity.  The  overall  time  resolution  is  the  root- 
mean-square  sum  of  these  values 


Otoui  =  <TpW  +  a]  +  o  JT  +  (14) 

where  c{,w  is  the  rms  optical  pulsewidth,  is  the  rms  pulse-to-pulse  timing  jitter,  c^.  is  the  rms 

interaction  time  of  the  pulse  through  substrate,  and  <j^c  is  the  effective  receiver  impulse  response 
time. 

The  relation  between  the  time  resolution  and  the  frequency  bandwidth  for  the  optical  pulse  is  given 
by 


O 


FWHM  = 


0.312 


3dB 


(15) 


where  for  a  Gaussian  pulseshape  a  fwhm  *  2.35  *  CJVm*  is  the  full  width  at  half-maximum  (optical 
pulsewidth  is  typically  measured  in  terms  of  its  FWHM,  not  its  rms  value),  and  f3dB  is  the  half  pow¬ 
er  frequency.  This  time-bandwidth  product  is  reduced  by  a  factor  of  1/V2  from  the  time-bandwidth 
product  of  0.441  due  to  the  square-law  photodiode  detector,  i.e.  the  optical  intensity  of  the  pulse  is 
converted  to  a  voltage  in  the  receiver  with  a  resulting  power  spectrum  related  to  the  square  of  this 
voltage. 

The  90  ps  pulsewidth  from  the  NdtYAG  laser  results  in  a  bandwidth  of  3.5  GHz,  clearly  not  suitable 
for  high  bandwidth  circuit  measurements.  To  reduce  the  pulsewidth,  a  fiber-grating  pulse  compres¬ 
sor  is  used  [38,39,40].  This  system,  based  on  the  Kerr  effect  or  self-phase  modulation  in  a  single¬ 
mode  optical  fiber,  generates  a  frequency  chirp  on  the  laser  pulse  as  it  propagates  through  the  fiber. 
The  light  emerging  from  the  fiber  is  red-shifted  on  its  leading  edge  and  blue-shifted  on  its  the  trailing 
edge  with  the  frequency  varying  across  the  pulse  duration  in  proportion  to  the  derivative  of  the 
intensity  envelope.  For  a  Gaussian  intensity  pulseshape  (characteristic  of  some  mode-locked  lasers) 
the  frequency  chirp  is  nearly  linear  over  the  center  of  the  pulse.  These  new  frequency  components 
are  recombined  into  a  compressed  pulse  by  passing  the  light  through  a  grating  pair,  where  the  time- 
of-flight  delay  is  linearly  proportional  to  the  light's  wavelength,  thus  acting  as  a  dispersive  delay  line 
where  the  red-shifted  leading  frequency  components  are  delayed  with  respect  to  the  blue-shifted 
nailing  frequencies.  The  wavelength-dependent  delay  is  adjusted  by  the  separation  of  the  gratings  to 
match  the  frequency  chirp  of  the  light,  producing  a  compressed  pulse. 
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A  number  of  effects  limit  the  amount  of  pulse  compression  available  with  this  technique;  stimulated 
Raman  scattering  limits  the  maximum  optical  power  focused  into  the  fiber  core,  and  deviation  from  a 
linear  frequency  chirp  on  the  pulse  due  to  non-ideal  input  pulseshapes  can  generate  long  pedestals  on 
an  otherwise  short  compressed  pulse.  Using  a  fiber  length  of  1  km  in  the  pulse  compressor,  the 
group  velocity  dispersion  enhances  the  region  of  linear  frequency  chirp  [39],  and  the  pulses  from  the 
mode-locked  Nd:YAG  laser  are  routinely  compressed  to  1.5  ps,  a  factor  of  60:1.  Using  two-stage 
optical  compression,  pulses  as  short  as  200  fs  at  1.06  pm  have  been  generated  [34]. 

The  compressed  pulsewidth,  as  measured  with  an  optical  autocorrelator,  deviates  from  the  au¬ 
tocorrelation  of  an  ideal  Gaussian  pulseshape  as  evidenced  by  slight  "wings"  or  pedestals  on  the 
pulse  due  to  the  non-ideal  frequency  chirp  of  input  pulse  (Figure  15).  The  group  velocity  dispersion 
of  the  relatively  long  1  km  fiber  reduces  the  pulse  pedestals  compared  to  shorter  fiber  lengths  [39]. 
A  Gaussian  pulse  of  1.4  ps  FWHM  duration  has  spectral  content  extending  past  200  GHz,  while  the 
spectral  content  of  the  compressed  pulse  deviates  from  an  ideal  Gaussian  pulse,  where  the  power 
spectral  density  is  determined  by  numerically  Fourier  transforming  the  autocorrelation  (Figure  16) 
[35].  The  wings  on  the  compressed  pulse  may  be  further  reduced  by  "spectral  windowing"  [44]  to 
remove  part  of  the  nonlinear  frequency  chirp  or  polarization  discrimination  of  the  compressed  pulse 
[45]. 

liming  jitter  influences  both  bandwidth  and  sensitivity,  the  impulse  response  of  the  sampling  system 
is  the  convolution  of  the  optical  pulseshape  with  the  probability  distribution  of  its  arrival  time 
(neglecting  optical  transit  time),  while  those  Fourier  components  of  the  jitter  lying  within  the  detec¬ 
tion  bandwidth  of  the  receiver  introduce  noise  proportional  to  the  time  derivative  of  the  measured 
waveform  (Section  3.3).  Stabilization  of  the  laser  timing  is  thus  imperative  for  low-noise  mea¬ 
surements  of  microwave  or  picosecond  signals.  The  timing  fluctuations  of  the  laser  are  suppressed 
by  phase-locking  the  laser  to  a  high-stability  reference  oscillator  [36,37].  Figure  17  shows  the  block 
diagram  of  the  feedback  system.  A  photodiode  monitors  the  82  MHz  laser  pulse  train,  and  the  phase 
of  its  fundamental  component  is  compared  with  that  of  the  reference  oscillator,  generating  a  phase 
error  signal.  The  41  MHz  signal  required  for  driving  the  laser's  acousto-optic  (A-O)  cell  is  generated 
by  frequency  division  from  the  82  MHz  standard;  its  timing  (phase)  is  adjusted  with  a  voltage-con¬ 
trolled  phase-shifter  controlled  by  the  amplified  and  frequency-compensated  phase  error  signal. 
Given  an  error-free  phase  detector,  the  laser  timing  fluctuations  are  suppressed  in  proportion  to  the 
loop  gain  of  the  feedback  system.  Figure  18  shows  the  measured  phase  noise  of  one  harmonic  of 
the  laser  with  an  HP  8662  low-phase  noise  synthesizer  as  the  reference  for  the  feedback  system. 
From  this  measurement  the  time  jitter  is  calculated  (see  Section  3.3,  Equation  26)  to  be  less  than  300 
fs  rms. 

The  interaction  time  of  the  optical  pulse  and  electrical  signal  in  the  GaAs  substrate  comes  from  sev¬ 
eral  factors;  the  response  time  of  the  electrooptic  effect,  the  electrical  transit  time,  and  the  optical 
transit  time.  The  electrooptic  effect  in  GaAs  arises  primarily  from  its  electronic  polarizability  and  is 
intrinsically  very  fast  (see  Austen,  this  issue),  with  a  response  time  on  the  order  of  10  femtoseconds. 
The  electrical  transit  time  is  the  propagation  time  of  the  electrical  signal  as  it  traverses  the  spatial  ex¬ 
tent  of  the  probe  beam.  For  typical  IC  values  this  time  is  on  the  order  of  60  fs  [27].  The  optical 
transit  time  is  the  propagation  time  of  the  optical  pulse  as  it  traverses  the  electric  fields  within  the 
GaAs  substrate.  For  frontside  probing  of  microstrip  lines,  where  the  field  is  uniform  though  the 
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Figure  16:  Power  spectral  density  of  the  compressed  pulse  (solid  line)  and  an  fliiumn  pulse  (dashed  line).  The  power 
spectral  density  is  the  Fourier  transform  of  the  autocorrelation. 
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substrate,  the  optical  transit  time  is  proportional  to  the  substrate  thickness.  For  backside  probing  of 
coplanar  transmission  lines  or  planar  interconnections,  the  electric  field  is  not  uniform  in  the  sub¬ 
strate  and  the  characteristic  depth  of  the  electric  fields  is  on  the  order  of  the  conductor  spacing;  in  this 
case  the  optical  transit  time  is  not  a  function  of  substrate  thickness,  but  is  proportional  to  the  con¬ 
ductor  spacing.  Because  the  optical  and  microwave  dielectric  constants  in  GaAs  are  nearly  equal, 
microwave  transmission  lines  have  a  cutoff  frequency  for  higher-order  modes  roughly  equal  the  in¬ 
verse  of  the  optical  transit  time.  Well-designed  microwave  circuits  operate  at  frequencies  well  below 
the  multimode  cutoff  frequency.  Only  when  measuring  interconnects  near  or  above  the  cutoff 
frequency  (where  dispersive  characteristics  are  of  interest)  must  the  optical  transit  time  be  consid¬ 
ered.  For  example,  the  optical  transit  time  for  a  125  pm  thick  substrate,  typical  of  MMICs  operating 
at  frequencies  below  40  GHz,  is  3  ps,  corresponding  to  a  3  dB  response  rolloff  of  >100  GHz. 

The  effective  receiver  impulse  risetime  arises  from  the  constraint  put  on  the  receiver  bandwidth  by 
the  required  system  sensitivity.  We  assume  for  analysis  the  receiver  has  a  Gaussian  impulse  re¬ 
sponse 


h(t)  = 


j - 

<Jt  20j 


where  Ot  is  the  rms  duration.  Then,  the  receiver  frequency  response 


H(f)  =  ex 


has  an  rms  signal  acquisition  bandwidth  =  l/2it <7t.  Because  the  sampled  signal  at  frequency 
Nfo  is  translated  to  a  lower  frequency  Af  at  the  receiver  (Eqn.  12),  the  effective  receiver  impulse  re¬ 
sponse  for  synchronous  sampling  is 


Af 

Orec=^o,= 


Nfo  2jiB 


Given  a  required  time  resolution  Otoui  from  the  electrooptic  sampling  system,  the  data  acquisition 
rate  of  the  sampler  is  then  limited.  For  a  fixed  time  resolution,  larger  receiver  bandwidths  Baa,  (or 
shorter  receiver  time  constants)  permit  faster  waveform  acquisition  rates,  but  degrade  the 
measurement  sensitivity. 

3.3.  Sensitivity 


If  the  measurement  bandwidth  provided  by  the  electrooptic  sampler  is  to  be  useful,  the  instrument 
must  also  provide  sufficient  sensitivity  to  observe  signal  voltages  typical  of  high-speed  GaAs  cir¬ 
cuits.  As  in  any  system,  sensitivity  is  determined  by  the  signal  to  noise  ratio;  the  instrument's  sensi- 
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tivity,  or  minimum  detectable  voltage,  is  the  probed  voltage  which  results  in  a  measured  signal  equal 
to  the  measurement  system's  noise  signal.  Most  noise  sources  have  power  spectral  densities  which 
are  independent  of  frequency  ("white"  noise),  resulting  in  a  noise  voltage  proportional  to  the  square 
root  of  the  signal  acquisition  bandwidth  B*cq  and  a  minimum  detectable  voltage  expressed  in  units  of 
volts  per  root  Hertz  (V/VHz.)  Smaller  minimum  detectable  voltages  permit  more  rapid  measurement 
acquisition  for  fixed  measurement  accuracy.  With  appropriate  system  design  and  signal  processing, 
the  various  sources  of  noise  in  the  electrooptic  sampler  can  be  reduced  or  eliminated,  permitting  low- 
noise  voltage  measurements  with  fast  data  acquisition. 


The  fundamental  limiting  noise  source  in  electroopdc  sampling  is  the  shot  noise  of  the  probe  beam 
(observed  as  shot  noise  of  the  photodiode  quiescent  current)  The  signal  generated  by  the  pho¬ 
todiode  (dropping  the  constant  term  Iq)  from  Eqn.  12  is 


t'out(t)  =Tjr- 


tAf  \ 


Nfo+Af 


+  *SN 


(20) 


The  shot  noise,  isN,  associated  with  the  DC  component  of  the  photodiode  current  has  a  variants,  giv¬ 
en  by 


4  =2qI0Beq  (21) 

where  q  is  the  electron  charge,  the  horizontal  bar  denotes  the  statistical  expectation,  and 

BeqW*/2  Bacq  (22) 

is  the  receiver's  equivalent  noise  bandwidth.  Setting  the  signal  current  IoJtVmin/V*  equal  to  the  shot 
noise  current,  and  normalizing  to  Beq  =1  Hz  acquisition  bandwidth,  the  minimum  detectable  voltage 
is 


Volts 

VHz 


(23) 


For  the  reflection-mode  probing  geometries,  Vn  -  5  kV,  while  the  average  photocurrent  Io  is  typi¬ 
cally  1  mA.  Then,  the  minimum  detectable  voltage  is 

Vmm  =  30  nV/VHz  (24) 

Typically,  Vmm  -70  p.V/VHz  is  observed  experimentally  (at  1  mA  average  photocurrent)  due  to  -10 
dB  of  residual  noise  from  the  system  (dominated  by  excess  amplitude  noise  from  the  pulse  compres¬ 
sor);  this  sensitivity  is  sufficient  to  acquire  measurements  at  scan  rates  of  10-100  Hz  with  a  noise 
floor  of  a  few  millivolts.  The  actual  measurement  system  has  a  number  of  additional  noise  sources 
to  contend  with  to  achieve  70  pV/V Hz  sensitivity.  These  include  timing  jitter  of  the  laser  (phase 
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noise),  intensity  noise  of  the  probe  beam  from  low  frequency  laser  fluctuations  and  from  the  pulse 
compressor,  and  receiver  noise. 

Low-frequency  fluctuations  in  the  mode-locked  laser  introduce  noise  into  the  received  photocunent. 
Fluctuations  in  the  mode-locked  Nd:YAG  laser  include  variations  in  both  pulse  intensity  and  pulse 
timing.  The  laser  produces  a  train  of  pulses  approximated  by 


P(t)=^[1+N(t))  z»[*  -  m/fo  -  j(t)]  (25) 

m  =  -•» 


where  N(t)  is  the  normalized  pulse  intensity  fluctuation  and  J(t)  is  the  pulse  timing  fluctuation.  The 
laser  intensity  then  has  a  power  spectral  density  Sp(f)  approximated  to  second  order  in  mfoOj  by 


Sp(f)~Pj  X {  [l-(27tmf0Oj)2]8(f-mfo)+[l-(2TtmfoOi)2]SN(f-mfo)+(2Kmfo)2SKf-mfo) }  (26) 

m*-— 


where  Sn(0  is  the  power  spectral  density  of  N(t)  and  Sj(f)  is  the  power  spectral  density  of  J(t).  The 
spectrum  of  the  laser  intensity  is  a  series  of  discrete  spectral  lines  at  multiples  of  fo,  plus  spectra  re¬ 
sulting  from  the  timing  and  amplitude  fluctuations,  referred  to  as  amplitude-noise  sidebands  [S^(f- 
mfo)]  and  phase-noise  sidebands  [(2rcmfo)2Sj(f-nifo)].  By  monitoring  the  laser  intensity  with  a 
spectrum  analyzer  and  measuring  the  relative  powers  of  the  laser  harmonic  and  its  noise  sidebands  as 
a  function  of  the  order  of  the  harmonic,  the  spectral  densities  of  N(t)  and  J(t)  are  measured. 

With  these  amplitude  and  timing  fluctuations,  the  received  photocunent  iout(t)  is 


where 


WO  *  Io  +rr-  + 

v*  l^Nfo+AfJ 


iluer.O  +  Maser,  1 


(27) 


ilaser,0  =  IoN(t)  (28) 

is  the  zero-order  (background)  received  noise  current  due  to  laser  intensity  fluctuations, 

il-'=N(,,^v(^)  <29) 

is  a  received  noise  current  arising  from  the  product  of  the  laser  intensity  fluctuations  and  the  signal 
voltage,  and 
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(30) 


is  the  noise  arising  from  the  laser  timing  fluctuations,  where  Vf(t)  is  the  time  derivative  of  V(t).  We 
have  assumed  that  Af«Nfo,  and  have  omitted  terms  in  N(t)J(t),  as  these  are  negligible. 


The  spectral  density  Sn(0  of  the  laser  intensity  noise  N(t)  is  shown  in  Figure  19.  At  frequencies  be¬ 
low  *1  kHz,  the  laser  intensity  noise  is  approximately  70  dB  greater  than  the  shot  noise  of  a  0.5  mA 
receiver  photocurrent.  At  higher  frequencies  the  noise  power  decreases,  reaching  an  asymptote  5-15 
dB  above  the  shot  noise  level  at  frequencies  greater  than  *100  kHz.  The  excess  noise  at  frequencies 
above  100  kHz  arises  from  Raman  scattering  and  polarization  noise  in  the  optical  pulse  compressor. 
If  the  sampled  signal  were  detected  at  a  low  frequency,  the  zero-order  laser  intensity  noise  iiaser.o 
would  contribute  a  lCPri  degradation  to  the  minimum  detectable  voltage.  To  suppress  the  zero-order 
laser  intensity  noise,  the  excitation  to  the  circuit  under  test  is  modified  so  that  the  received  photocur¬ 
rent  /out(t)  has  a  spectral  component,  with  amplitude  proportional  to  the  probed  voltage,  at  a  frequen¬ 
cy  above  the  100  kHz  1/f  noise  comer  frequency.  One  method  is  pulse  modulation  (chopping)  of  the 
drive  signal.  The  received  photocurrent  then  has  a  spectral  component  at  the  chopping  rate  whose 
amplitude  varies  in  proportion  to  the  sampled  point  on  the  signal  waveform.  The  chopping  frequen¬ 
cy  is  set  from  1-10  MHz,  well  above  the  1/f  noise  comer  frequency,  to  achieve  near-shot-noise  lim¬ 
ited  detection. 


Driving  digital  ICs  requires  modification  of  the  pulse  modulation  scheme,  since  most  digital  circuits 
require  continuous  drive  signals  for  their  clocks.  One  alternative  is  phase  modulation  of  the  drive 
signal,  corresponding  to  controlled  jitter  in  time,  at  the  chopping  frequency.  The  received  photocur¬ 
rent  then  has  a  component  at  the  chopping  frequency  whose  amplitude  is  proportional  to  the  time 
derivative  of  the  sampled  signal,  and  is  recovered  by  integration  [46].  The  drawbacks  to  this  tech¬ 
nique  are  circuit  sensitivity  to  clock  jitter  (usually  negligible)  and  a  reduction  in  the  signal-to-noise 
ratio  (due  to  the  differentiation)  by  a  factor  of  the  square  root  of  the  acquisition  bandwidth.  A  second 
signal  recovery  scheme,  termed  fast  offset  and  averaging,  relies  on  increasing  the  frequency  offset  Af 
to  a  rate  above  the  low-frequency  laser  noise,  100  to  200  KHz.  The  signal  is  recovered  by  high-pass 
filtering  to  remove  the  low-frequency  laser  noise,  then  by  signal  averaging  at  the  offset  rate  Af.  If 
the  received  signal  is  averaged  at  the  scan  rate,  the  sensitivity  using  fast  averaging  is  the  same  as  for 
simple  synchronous  sampling  with  the  same  measurement  acquisition  time.  Commercial  digitizing 
oscilloscopes  have  limits  averaging  rates;  at  scan  rates  of  100-200  kHz,  most  instruments  can  aver¬ 
age  a  maximum  of  only  100-200  scans  per  second,  corresponding  to  a  signal-to-noise  reduction  of 
30  dB  from  averaging  at  the  fast  scan  rate.  Even  so,  we  have  demonstrated  the  feasibility  of  this 
technique  using  a  commercial  digitizing  oscilloscope,  and  the  signal-to-noise  reduction,  compensated 
for  by  increased  measurement  acquisition  time,  is  justified  for  testing  ICs  that  are  sensitive  to  signal 
chopping. 

The  two  remaining  noise  terms  arising  from  laser  low-frequency  fluctuations,  ius«,i  and  iph»*e,  are 
not  suppressed  by  signal  chopping  or  signal  phase  modulation.  Because  these  noise  terms  arise 
from  the  products  N(t)V(at)  and  J(t)V*(at),  their  power  spectra  are  proportional  to  the  convolutions 
SN(f)*Sv(f  /a)  and  S,(f)*f2Sv(f  Ax) ,  respectively,  where  Sv(D  is  the  power  spectrum  of  V(t). 
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Figure  20.  20  GHz  sampled  signal  with  (upper  trace)  and  without  (lower  trace)  timing  stabilizer. 


Pulse-modulation  or  phase-modulation  of  V(t)  at  a  frequency  fmod  results  in  a  received  photocuirent 
having  spectral  components  at  fn»d  arising  from  both  V(t)  and  from  the  multiplicative  laser  amplitude 
noise  iiM«r,i  and  the  received  phase  noise  iph**e.  Instead,  these  noise  terms  must  be  suppressed  by 
laser  stabilization.  The  laser  timing  stabilizer  reduces  Sj(f)  by  20-25  dB  at  frequencies  lying  within 
typical  receiver  bandwidths  of  10  Hz- 1  kHz.  Figure  20  shows  the  resulting  suppression  of  re¬ 
ceived  phase  noise  on  a  20  GHz  sampled  signal.  The  multiplicative  amplitude  noise  iitPT  l  can  be 
suppressed  by  feedback  stabilization  of  the  laser  intensity  [47].  As  the  multiplicative  amplitude  noise 
scales  with  the  signal  voltage  V(t),  without  laser  amplitude  stabilization  it  is  a  significant  source  of 
measurement  error  in  the  electrooptic  sampling  system  for  signal  voltages  larger  than  »1  V. 

Additional  noise  arises  from  the  receiver,  which  has  an  equivalent  input  noise  current 
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where  k  is  Boltzmann's  constant,  T  is  the  absolute  temperature,  and  Rl  is  the  photodiode  load  re¬ 
sistor.  The  first  term  is  the  Johnson  or  thermal  noise  of  the  load  resistor,  and  i^  and  v2  are 

the  equivalent  input  noise  current  and  equivalent  input  noise  voltage  of  the  amplifier  following  the 
photodiode.  Receiver  noise  is  reduced  to  a  level  below  the  shot  noise  limit  by  appropriate  receiver 
design;  Rl  is  made  large  in  comparison  with  2kT/qIo  so  that  Johnson  noise  is  well  below  shot  noise 
and  the  photodiode  amplifier  is  selected  for  low  input  noise. 

The  pulse  compressor  introduces  excess  amplitude  noise  due  to  stimulated  Raman  scattering  (SRS) 
and  temperature-induced  polarization  drift  in  the  non-polarization-preserving  fiber  [48].  We  observe 
the  broadband  background  amplitude  noise  increase  dramatically  (20-40  dB)  above  the  shot  noise 
limit  as  the  input  power  to  the  fiber  approaches  the  Raman  threshold.  A  periodic  structure  to  the 
noise  spectrum  (Figure  21)  corresponds  to  the  free  spectral  range  of  the  1  km  fiber.  We  attribute  this 
effect  to  a  parasitic  synchronously  pumped  fiber-Raman  laser  formed  by  the  4%  Fresnel  reflection  at 
each  fiber  end  facet  and  the  high  gain  of  the  1.06  pm  pumped  SRS  [49,50].  Self-phase  modulation 
(SPM)  occurs  over  the  entire  length  of  the  fiber  while  the  interaction  length  for  SRS  is  set  by  the 
dispersion-induced  walkoff  between  the  input  and  Stokes-shifted  wavelengths,  approximately  60 
meters.  This  dispersion  also  causes  the  1.06  (im  pump  and  the  1.12  pm  Raman  pulse  to  separate  by 
1.8  ns  over  the  length  of  the  1  km  fiber.  If  the  weakly  reflected  Raman  pulse  is  synchronized  to 
within  1.8  ns  of  a  pump  pulse  it  is  further  amplified  after  its  first  round  trip  through  the  fiber.  With 
this  condition  the  Raman  threshold  with  the  1  km  fiber  is  400  mW  average  power  from  the  fiber  out¬ 
put  Trimming  the  fiber  length  a  few  inches  defeats  this  synchronism  and  increases  the  Raman 
threshold  to  700  mW.  We  routinely  obtain  60X  compression  ratios  at  power  levels  (350  mW  aver¬ 
age  power  from  the  fiber  output)  well  below  the  Raman  threshold. 

In  addition  to  SRS  the  fiber  generates  broadband  polarization  noise,  possibly  arising  from  guided 
acoustic  wave  Brillioun  scattering  [51]  or  intensity-induced  polarization  fluctuations  [45].  The  po¬ 
larization  noise  is  converted  to  amplitude  noise  after  passing  through  the  grating  pair  in  the  com¬ 
pressor.  Adjusting  the  polarization  from  the  fiber  to  maximize  transmission  through  the  grating  path 
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Figure  22:  Excess  amplitude  noise  due  to  mired jusuncm  of  the  polarization  from  the  output  of  the  pulse  compressor 


results  in  second-order  intensity  variations  due  to  polarization  fluctuations,  reducing  this  excess 
noise  to  a  level  approaching  the  shot  noise  limit  (Figure  22).  However,  the  pulse  compressor  with 
the  relatively  long  1  km  fiber  typically  contributes  5  to  15  dB  of  excess  amplitude  noise.  To  sup¬ 
press  polarization  drift,  the  non-polarization-  preserving  fiber  is  placed  in  a  temperature-stabilized 
environment 

3.4.  Linearity 

Because  typical  circuit  voltages  are  small  compared  to  the  half-wave  voltage  Wn,  the  probe  beam  in¬ 
tensity  modulation  is  small  and  very  nearly  linear  with  respect  to  the  probed  voltage.  An  analysis  of 
the  linearity  and  dynamic  range  of  the  probe  due  to  the  sinusoidal  dependence  of  the  probe  intensity 
with  respect  to  signal  voltage  [27]  shows  the  probe  is  linear  to  within  1%  for  signal  voltages  £200 
volts  with  the  system  set  at  the  quarter- wave  bias  (the  linear  region  of  the  sinusoidal  transmission)  as 
in  Eqn.  8. 

3.5.  Spatial  resolution 

The  minimum  achievable  spot  diameter  (full-width  half  maximum)  for  diffraction  limited  optics  is 


s  XVl-NA* 

doH'  '2Na 


(32) 


where  X  is  the  optical  wavelength  and  NA  is  the  numerical  aperture  of  the  focusing  lens.  With  a  high 
NA  lens  spot  sizes  approaching  the  optical  wavelength  are  possible.  Standard  microscope  objectives 
(focal  length  of  8  mm  and  NA  of  0.4,  for  example)  routinely  achieve  spot  sizes  of  3  |im,  suitable  for 
probing  most  IC  interconnects  but  not  for  probing  very  small  features  such  as  sub-micron  gate  lines. 

While  achieving  small  spots  at  the  front  surface,  the  Gaussian  beam  is  diverging  and  forming  a  50  to 
100  pm  spot  at  the  back  surface.  To  fully  consider  the  effect  of  the  Gaussian  beam  on  the 
electrooptic  measurement,  we  must  have  an  analysis  that  includes  the  full  beam  profile  and  how  it 
interacts  with  arbitrary  circuit  fields. 

The  electromagnetic  reciprocity  relation,  commonly  used  in  microwave  transmission  problems, 
provides  an  expression  for  the  electrooptic  signal  with  general  optical  and  circuit  fields  [52]: 


Veo  06  f  Eopt»A£  (Eckt)*Eopt  dV  (33) 

GaAs 

The  change  in  the  dielectric  tensor,  Ae  is  set  by  the  electrooptic  tensor  for  GaAs  and  the  circuit  fields, 
Eckt*  The  optical  fields  are  analytically  expressed.  The  circuit  fields  acquire  more  physical  meaning 
when  they  are  expressed  in  terns  of  a  Fourier  sum 
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Each  Fourier  term  has  a  periodic  spatial  variation  across  the  substrate  and  decays  into  the  substrate 
with  the  same  factor.  Figure  23  illustrates.  High  spatial  frequency  components  quickly  decay  in  the 
substrate,  leaving  only  broad  components  to  the  potential.  The  Fourier  expression  of  the  fields  can 
be  inserted  in  Equation  (33)  with  the  electrooptic  tensor  and  optical  fields,  and  integrated.  The 
electrooptic  signal  can  then  be  calculated  as  a  function  of  position  by  summing  over  the  Fourier 
components  with  weights  <J>(On),  calculated  for  a  general  structure  with  a  finite-difference  program. 
From  these  calculations  we  draw  several  conclusions:  1)  The  wide  beam  at  the  backside  does  not 
degrade  the  spatial  resolution  expected  from  the  Gaussian  spot  at  the  front  surface;  2)  The  probe 
remains  insensitive  to  transverse  circuit  fields  even  with  the  non-zero  longitudinal  optical  fields  in  the 
expanding  beam.  Both  results  derive  from  the  exponential  falloff  with  depth  of  high  spatial 
frequency  components  in  the  potential  and  the  linear  increase  of  the  beam  width  with  depth.  The 
beam  width  deep  in  the  substrate  is  then  always  small  compared  to  the  typical  transverse  variation  of 
the  circuit  potential,  and  probes  the  potential  accurately. 

To  summarize,  applying  the  general  theory  to  the  electrooptic  problem  has  confirmed  that  the  spatial 
resolution  is  properly  described  by  the  frontside  Gaussian  spot,  that  the  probe  is  insensitive  to 
transverse  circuit  fields,  and  that  the  probe  signal  is  the  potential  difference  between  the  front  and 
back  substrate  planes. 

3.6.  Accuracy 

With  the  probe  modeled  as  a  potential  difference  probe  with  spatial  resolution  of  the  frontside 
Gaussian  spot,  we  can  examine  the  accuracy  of  direct  electrooptic  probing.  Errors  are  typically  of 
two  sorts:  electrooptic  calibration  errors,  and  electro^ptic  crosstalk  errors.  If  the  magnitude  of  the 
component  of  desired  signal  returned  by  the  probe  depends  on  the  conductor  geometry,  an 
electroopdc  calibration  error  exists.  If  the  electrooptic  signal  also  includes  signals  other  than  that  on 
the  line  begin  probed,  electrooptic  crosstalk  exists.  Note  that  real  electrical  crosstalk  is  not  an  error  in 
the  measurement;  it  is  properly  part  of  the  signal  to  be  measured. 

Electrooptic  calibration  and  crosstalk  errors  arise  through  spatial  resolution,  or  spot-size,  limits  and 
by  non-zero  backside  potentials.  Whenever  the  optical  beam  has  significant  content  beyond  the 
conductor  under  test,  the  electrooptic  signal  is  in  error.  The  magnitude  of  the  error  depends  on  the 
spacing  to  the  nearby  conductors,  the  width  of  the  beam,  and  the  width  of  the  conductor.  To 
calculate  or  measure  spot-size  electrooptic  crosstalk,  a  narrow  grounded  line  bordered  by  driven  lines 
on  two  sides  and  with  a  grounded  substrate  backside  is  probed.  Any  electrooptic  signal  is  crosstalk. 
Figure  24  shows  the  results  of  calculations  of  electrooptic  crosstalk  to  such  a  thin  interconnect  The 
error  is  plotted  in  dB,  where  -20  dB  means  that  the  error  signal  measured  beneath  the  center  line  is 
10%  of  the  signal  applied  to  the  side  lines.  Note  that  the  error  is  less  than  about  3%  if  the  optical 
spot  is  less  than  1.5  times  the  line  width.  Experimental  measurements  of  crosstalk  in  these  structures 
using  a  5  pm  spot  agrees  well  with  the  numerical  results. 

A  non-zero  backside  potential  also  can  create  an  electroopdc  error.  Figure  25  plots  calculated 
frontside  and  backside  potentials  for  a  large,  long  coplanar  waveguide  (CPW)  transmission  line  on 
20  mil  thick  semi-insulating  GaAs  [53].  At  the  backside,  only  a  broad  potential  remains,  reflecting 
the  decay  of  the  high  spatial  frequency  components  of  the  surface  potential.  The  electrooptic  probe 
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Calculated  potentials  for  a  large  CPW. 
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Figure  26:  Experimental,  numerical,  and  theoretical  results  for  electrooptic  calibrations  errors  in 
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Figure  27:  Electrooptic  backside  crosstalk  for  two-line  digital-like  geometries. 


takes  the  difference  of  the  backside  and  frontside  potentials,  shown  in  trace  (Q.  Note  that  the 
electroopdc  signal  beneath  the  ground  is  negative™a  key  characteristic  of  a  backside  error.  Figure 
26  plots  the  measured  and  calculated  backside  errors  versus  ground  spacing  for  50  Q  CPWs.  Errors 
for  the  sizes  of  CPW  used  in  microwave  integrated  circuits  are  less  than  10%. 

More  complex  are  digital  circuits.  Multiple  conductors  each  contribute  to  a  backside  potential  that 
then  enters  the  measurement  on  each  other  line.  Two  structures  analyze  the  electrooptic  crosstalk  for 
digital-like  geometries.  One  centers  a  single  8  Jim  line  (wide  enough  to  eliminate  spot-size  errors 
from  a  5  |im  beam)  between  distant  ground  planes,  then  adds  a  second  8  Jim  line  between  the  center 
and  one  of  the  grounds.  Both  the  spacing  between  the  two  signal  lines  and  the  spacing  between  the 
center  and  the  ground  were  varied.  By  applying  different  frequencies  to  the  two  lines,  and 
measuring  the  magnitude  at  each  frequency  beneath  the  two  lines,  the  electrooptic  crosstalk  is  found. 
The  crosstalk  here  is  defined  as  the  magnitude  of  the  center  frequency  component  beneath  the  side 
line  to  the  magnitude  beneath  the  center  line,  corrected  for  the  influence  of  the  backside  signal  on  the 
measurement  beneath  the  center  line.  Figure  27  plots  these  results.  The  error  depends  only  on  the 
ground-to-ground  spacing,  not  the  signal  line  spacing  (the  decreased  error  for  the  largest  and 
smallest  spacings  reflects  the  approaching  pads  at  the  end  of  the  structure).  Numerical  results  agree 
well  with  these  experimental  measurements. 

A  more  complex  digital  circuit  can  be  represented  by  an  array  of  parallel  lines.  Chosen  were  5  pm 
lines,  at  15, 20, 25,  and  30  pm  pitches  on  20  mil  thick  GaAs.  The  structures  were  8  mm  long,  and 
1.5  mm  wide  to  achieve  a  backside  potential  determined  only  by  line  spacing.  A  line  near  the  center 
is  driven  and  all  other  lines  are  grounded;  more  complex  potential  patterns  clearly  can  be  obtained  by 
superposition.  The  electroopdc  crosstalk  is  the  measured  electroopdc  signal  beneath  each  ground 
line  as  a  function  of  line  number,  with  1  being  adjacent  to  the  driven  line.  Figure  28  plots  the 
results.  For  lines  3  to  9,  the  electroopdc  crosstalk — the  backside  potential — is  nearly  constant 
because  only  a  broad  potential  remains  at  the  substrate  backside.  Nearer  lines  suffer  real  electrical 
crosstalk  that  partially  cancels  the  constant  negative  electrooptic  crosstalk,  reducing  the  apparent 
crosstalk.  Again,  numerical  analysis  gives  results  agreeing  within  1-2  dB  with  experiment 

We  conclude  that  ground-to-ground  spacing,  or,  equivalently,  line  pitch,  is  the  strongest  determinant 
of  backside  electroopdc  crosstalk.  Circuits  with  many  overlaid  orthogonal  interconnects  will  further 
ground  backside  signals.  At  any  given  conductor,  though,  the  backside  signal  will  be  a  sum  of  all 
the  signal  lines  nearby;  the  total  error  then  depends  on  the  vector  sum  of  the  contributing  signals. 

To  reduce  electroopdc  errors,  a  transparent  backside  conducting  layer  can  be  applied  either  to  the 
wafer  or  to  the  wafer  holder.  Even  if  not  grounded,  such  a  layer  forces  an  equipotential  at  the 
backside,  reducing  the  local  backside  signal.  Experimentally,  depositing  the  transparent  conductor 
Indium-Tin-Oxide  on  the  wafer  backside  reduced  electroopdc  crosstalk  to  below  3%  for  all 
reasonably  sized  test  structures.  The  finite  resistivity  of  the  layer  and  its  affect  on  frontside 
transmission  line  impedances  will  reduce  its  effectiveness  at  microwave  frequencies.  Measuring  the 
electrooptic  signal  beneath  a  known  ground  and  subtracting  it  from  the  electroopdc  measurement 
beneath  the  desired  node  may  be  the  most  effective  and  practical  method  of  eliminating  backside 
errors. 
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Figure  28:  Electrooptic  backside  crosstalk  for  many-line  structures 


3.7.  Invasiveness 


One  important  feature  of  optical  probing  of  IC's  is  the  non-contact,  non-destructive  nature  of  the 
technique.  Compared  to  conventional  electrical  probes,  the  optical  probe  makes  no  mechanical  con¬ 
tact  to  the  IC,  avoiding  physical  damage  to  the  circuit,  does  not  require  the  test  point  to  drive  a  500 
load  impedance,  and  has  no  parasitic  impedances.  The  lack  of  parasitic  impedances  is  an  important 
characteristic  for  measurement  frequencies  in  the  upper  microwave  and  millimeter-wave  region, 
where  even  the  small  parasitic  impedances  of  well-designed  electrical  probes  become  significant. 

Most  circuits  are  not  perturbed  by  direct  electrooptic  sampling:  the  gain  of  a  microwave  distributed 
amplifier,  for  example,  changes  by  only  .1  dB  when  probed  by  an  intense  125  mW  1.06  pm  beam. 
A  MUX/DEMUX  from  TriQuint  Semiconductor,  however,  was  strongly  perturbed  by  such  a  beam. 
To  avoid  or  minimize  this  invasiveness,  we  must  understand  the  mechanisms  causing  it 

Since  the  beam  probes  only  interconnects,  devices  cannot  be  directly  illuminated  by  the  subbandgap 
light  After  the  beam  reflects  from  the  front  surface,  though,  it  is  30%  reflected  at  the  backside  and 
forms  a  second,  broad  spot  at  the  frontside.  Light  from  both  this  large  spot  and  the  smaller  probe 
spot  can  scatter  from  surface  roughness  associated  with  active  devices,  such  as  the  ohmic  contacts 
and  gate  etches.  Any  light  scattered  at  an  angle  greater  than  16°  from  the  surface  normal  is  totally 
internally  reflected  at  the  GaAs-air  interfaces  and  waveguides  in  the  substrate.  Devices  millimeters 
away  from  the  probe  point  can  be  perturbed.  Experimentally,  this  process  appears  as  an  increase  in 
the  drain  current  whenever  the  probe  is  in  a  region  dense  with  active  devices  (see  Figure  29).  The 
result  of  the  scattering  and  the  second,  large  spot  is  a  weak  flood-like  illumination  of  the  substrate. 

The  beam  must  then  be  absorbed.  Deep-level  (DL)  and  two-photon  absorption  (TPA)  are  the 
dominant  processes  for  creating  charge  from  the  subbandgap  light.  The  first  has  a  quadratic 
dependence  on  intensity;  the  second,  linear.  Figure  30  plots  the  short-circuit  current  of  two  Schottky 
diodes  versus  optical  power.  Because  this  current  is  proportional  to  the  generated  charge  density, 
the  slope  2  on  the  log-log  scale  reveals  that  TPA  dominates  DL  absorption  above  several  milliwatts 
of  optical  power.  Estimates  of  the  generated  current  and  of  the  crossover  from  DL  to  TPA  agree  well 
with  experiment.  TPA  generates  charge  at  the  focus  of  the  beam;  everywhere  else,  though,  deep- 
levels  absorb  the  light  and  create  free  carriers. 

The  perturbation  to  a  Schottky  diode  is  that  of  a  solar  cell;  the  dark  I-V  curve  is  shifted  down  in 
current  by  the  illuminated  short-circuit  current  Isc-  Tens  of  microamps  at  most,  I sc  is  generally 
negligible,  but  the  open-circuit  voltage  Vqc  can  be  some  tenths  of  a  volt  These  two  manifestations  of 
the  same  light-induced  perturbation  are  a  useful  division:  the  short-circuit  current  depends  linearly  on 
the  charge,  requires  a  small  load  to  be  seen,  and,  because  of  the  small  load,  is  typically  fast;  the 
open-circuit  voltage  depends  logarithmically  on  the  charge,  requires  a  large  load,  and  then  is  slow. 
Only  for  large  loads  on  a  line  will  the  appreciable  Vqc  be  manifested. 

The  division  of  perturbations  for  the  diode  may  equally  well  be  applied  to  the  MESFET. 
Perturbations  may  be  fast  and  linear  with  charge  or  slow  and  logarithmic  with  charge.  Figure  31 
shows  a  typical  change  to  the  DC  IV  curves  of  a  microwave  MESFET  with  a  gate  about  2  by  200  pm 
when  the  beam  directly  illuminates  a  portion  of  the  gate  region.  All  the  curves  shift  up  in  current  as 

53 


Illuminated 


(VU1)  SPI 


induced  shift  in  DC  1-V  curves  for  a  large  microwave  MESFET. 


(ne)  spl  3V  ut  sBueio 


luge  waveforms  at  the  input  (a),  source-follower  gale  (b),  and  oulpul  (c)  of  GaAs  buffeied-FET-logic 


if  the  gate  voltage  was  increased.  More  detailed  inspection  of  vs.  Vgs  for  this  and  smaller 
MESFETs  shows  that  at  these  large  optical  powers,  the  MESFET  cannot  be  pinched  off.  A 
photocurrent  mechanism,  such  as  an  I$c  at  a  device  terminal,  or  a  photoconductive  process  in  the 
channel  must  be  present  Given  the  large  optical  power  in  the  FET  (about  40  mW),  such  a  process, 
linear  in  charge,  is  expected. 

Figure  32  monitors  the  same  MESFET,  but  breaks  the  drain  current  into  DC  and  AC  components 
with  a  bias  tee.  The  left  axis  plots  the  magnitude  of  a  single  spectral  line  of  the  AC  output  on  a  log- 
log  scale  versus  the  optical  power.  The  curve  is  nearly  linear  (TPA  probably  contributes  for  large 
optical  powers),  consistent  with  a  photocurrent  process.  The  right  axis  plots  the  change  in  the  DC 
photocurrent  on  a  semi-log  scale  versus  the  optical  power.  The  curve  is  not  linear  but  more  nearly 
logarithmic  in  power.  At  the  highest  powers,  the  curve  jumps  up  sharply  when  the  non-zero  DC 
average  of  the  AC  component  exceeds  the  DC  component  Above  a  few  milliwatts,  TPA  also  draws 
the  curve  upwards.  This  logarithmic  dependence  on  optical  power  of  the  slow  current  perturbation  is 
consistent  with  a  photovoltage.  While  the  linear  AC  portion  will  quickly  decay  with  power,  the 
logarithmic  DC  portion  remains,  even  3  decades  down  in  optical  power.  The  most  likely  site  for  this 
DC  photovoltage  is  the  large  depletion  region  at  the  interface  of  the  channel  and  the  high-resistivity 
substrate. 

The  path  of  the  MESFET  perturbation  is  then  as  follows:  Light  scatters  from  surface  roughness, 
waveguides  through  the  substrate,  generates  free  carriers  by  deep-level  absorption,  creates  a  DC 
photovoltage  at  the  channel-substrate  junction  because  of  the  large  substrate  resistivity,  and 
backgates  the  MESFET.  The  logarithmic  dependence  on  intensity  provides  little  incentive  to  reduce 
optical  power,  a  better  choice  is  to  avoid  surface  roughness  and,  if  possible,  use  a  longer 
wavelength,  where  deep-level  absorption  decreases  [54,55]..  The  correlation  of  scattering  with 
device  density  suggests  that  direct  electrooptic  sampling  may  be  best  suited  to  ultrafast  small-scale 
integration  circuits. 

4.  Circuit  measurements 

4.1.  Realistic  circuit  testing  conditions 

Optical  probing,  providing  access  to  the  high-impedance  internal  nodes  of  IC’s  with  picosecond  time 
resolution  and  micron  spatial  resolution,  permits  direct  measurements  of  the  performance  of  state-of- 
the-art  microwave  and  digital  GaAs  circuits.  To  permit  meaningful  evaluations  of  a  circuit's  perfor¬ 
mance  and  to  provide  meaningful  comparisons  between  competing  circuit  technologies,  these 
measurements  must  be  made  under  realistic  circuit  operating  conditions.  The  propagation  delay  of 
switching  devices  in  simple  test  circuits,  measured  by  either  electrooptic  sampling  or  by  conventional 
methods,  are  used  to  project  the  maximum  clock  frequency  of  these  devices  used  in  digital  systems. 
Unless  the  test  circuit  provides  representative  switching  voltages,  interface  impedances,  and  fan¬ 
outs,  the  measured  delays  will  not  correlate  well  with  the  maximum  clock  frequency  of  circuits  such 
as  shift  registers,  binary  multipliers,  and  memory.  For  example,  the  response  of  a  transistor  driven 
by  a  low-impedance  photoconductor  and  loaded  by  a  low-impedance,  50  Q  transmission  line  is  in 
general  much  faster  than  the  response  of  a  logic  gate  driven  by  the  normal  output  impedance  of  a 
driving  gate  and  loaded  by  the  normal  input  capacitances  of  cascaded  gates.  If  the  test  circuit  is  con- 


strutted  in  hybrid  form  with  wine  bonds  between  the  tested  device  and  the  transmission  lines,  the  in¬ 
terconnect  parasitics  may  dominate  the  circuit  response. 

Ring  oscillators  and  inverter  strings,  the  simplest  digital  test  structures,  are  often  used  as  benchmarks 
of  circuit  speed  These  circuits  load  the  gates  with  unity  fan-out  and  tend  to  give  optimistically  small 
delay  measurements.  Ring  oscillators  often  operate  small-signal,  without  full  logic-level  swings, 
while  inverter  strings  operate  with  full  logic-level  swings.  Master-slave  flip-flops,  connected  as  bi¬ 
nary  frequency  dividers,  operate  with  logic  signal  levels  and  with  each  gate  loaded  by  a  fan-out  of 
two,  and  serve  as  better  performance  indicators. 

For  microwave/analog  circuits  such  as  distributed  amplifiers,  appropriate  test  signals  are  swept-fre- 
quency  sinusoids  for  small-signal  transfer  function  measurements,  or  single-frequency  signals  set  to 
larger  amplitudes  for  large-signal  and  saturation  measurements.  Signal  sources  and  terminations 
should  have  SO  £2  impedances  to  eliminate  source  and  load  reflections. 

4.2.  Digital  circuit  measurements 

Ring  oscillators  provide  a  measure  of  a  gate  delay  from  the  rate  of  a  free-running  signal  propagating 
around  an  odd-numbered  ring  of  inverters,  i.e.  the  repetition  period  corresponds  to  product  of  the 
average  gate  delay  and  the  number  of  gates.  These  free-running  circuits  are  not  readily  clocked  with 
an  external  signal,  making  synchronization  to  the  probe  pulses  for  electiooptic  sampling  difficult. 
Inverter  chains,  however,  consisting  of  series  of  cascaded  inverting  logic  gates,  must  be  clocked 
with  an  external  signal,  permitting  the  synchronization  of  probe  pulses  for  electrooptic  measurements 
and  assuring  full  logic-level  switching  of  the  gates.  Typically,  average  gate  delays  are  measured 
with  sampling  oscilloscopes;  the  propagation  delay  of  the  entire  chain  is  measured  and  divided  by  the 
number  of  inverters  to  obtain  the  average  delay  of  an  individual  inverter.  For  electiooptic  testing  the 
input  inverter  is  switched  with  a  microwave  synthesizer,  generating  a  square  wave  that  ripples 
through  the  test  structure.  The  first  several  inverters  condition  the  input  signal,  sharpening  the 
switching  transients  until  the  signal  risetimes  and  falltimes  reach  a  steady-state  value.  The  optical 
probe  is  then  positioned  from  node-to-node,  measuring  directly  the  propagation  delays  and  signal 
risetimes  at  gate  input  and  output  nodes  and  at  nodes  internal  to  the  gate. 

Figure  33  shows  a  gate  delay  measurement  on  an  inverter  chain  implemented  in  1pm  gate-length 
buffered-FET  logic  MESFETS,  with  Figure  34  showing  an  SEM  picture  of  one  inverter.  The  delay 
between  curves  A  and  B  of  Figure  33  is  the  propagation  delay  of  the  inverting  common-source  stage, 
60  ps,  while  the  delay  between  curves  B  and  C  is  the  delay  of  the  source-follower  buffer  and  diode 
level-shifter,  15  ps.  The  inverter  chain  from  Lawrence  Livermore  National  Labs  [56]  consisted  of 
20  gates  each  with  a  fan-in  and  fan-out  of  unity. 

The  timing  of  inverter  chains  has  also  been  examined  by  Zhang,  et.  al.  [57],  optically  triggering  an 
inverter  in  the  chain  and  using  electrooptic  sampling  to  measure  the  circuit  response  and  gate  propa¬ 
gation  delays  in  a  pump/probe  configuration.  A  frequency-doubled  portion  of  the  probe  beam  (at 
X=532  nm)  focused  on  the  gate  region  of  a  FET  photoconductively  generates  carriers,  turning  on  the 
FET  and  generating  a  switching  transient  that  propagates  down  the  test  structure.  The  probe  beam, 
positioned  at  a  node  after  the  switched  gate,  is  successively  delayed  with  respect  to  the  switching 
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Figure  34:  A  single  inverter  within  the  buffered-FET-logic  inverter  chain  [54].  Photo 
courtesy  of  S.  Swierkowski,  Lawrence  Livermore  National  Labs. 
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pulse  to  map  the  transient  waveform.  This  technique  offers  an  all-optical  approach,  avoiding  mi¬ 
crowave  connection  to  the  IC,  which  is  suitable  for  testing  of  simple  IC  test  structures.  However, 
optical  triggering  is  an  impractical  method  for  generating  the  multiple  clock  and  data  signals  required 
to  drive  large  scale  ICs. 

A  higher-level  test  circuit  for  IC  performance  is  the  static  frequency  divider,  consisting  of  two  flip- 
flops  in  a  master-sLve  divide-by-two  arrangement  [4],  The  maximum  clock  frequency  of  the  di¬ 
vider,  set  by  the  propagation  delays  through  the  master-slave  feedback  path,  provide  an  indirect 
measure  of  the  devices'  speed.  Testing  this  circuit  is  normally  accomplished  by  increasing  the  clock 
rate  of  the  divider  until  its  divide-by-two  output  fails. 

The  schematic  of  such  a  frequency  divider  is  shown  in  Figure  35.  The  circuit,  from  Hughes  Re¬ 
search  Laboratories  (see  Figure  36),  uses  0.2  pm  e-beam  written  gates,  molecular-beam  epitaxy 
grown  channels,  air-bridge  interconnects,  and  optimized  feedback  to  achieve  high  frequency  clock 
rates.  The  dividers  were  implemented  in  two  circuit  families,  buffered-FET  logic  (BFL)  and  ca- 
pacitively  enhanced  logic  (CEL).  Conventional  testing,  using  transmission  line  probes  to  drive  the 
circuit  and  monitor  its  output  on  a  spectrum  analyzer  indicated  correct  circuit  operation  to  18  GHz. 
However,  the  spectrum  analyzer  gives  inconclusive  evidence  of  correct  divider  operation,  since  it 
measures  only  the  output  frequency  and  not  the  time  waveforms.  By  direct  waveform  measurements 
using  electrooptic  sampling,  correct  divide-by-two  operation  was  verified,  gate  propagation  delays  of 
20-30  ps  were  measured  and  correlated  to  maximum  clock  frequencies  (Figure  37),  and  the  internal 
delays  through  the  inverting  and  source-follower  stages  of  individual  BFL  gates  were  identified  [58]. 
Note  that  while  the  scaled  0.2  pm  gate-length  FETs  had  significantly  shorter  delay  through  the 
inverting  stage,  the  delay  through  the  buffer  stage  was  comparable  to  the  1  pm  BFL  from  LLNL. 
These  data  suggest  the  speed  limitation  through  the  buffer  stage  is  no  longer  transistor  limited  but 
limited  by  the  resistance-capacitance  time  constant  of  the  level-shifting  diode  resistance  and  the  input 
capacitance  of  the  cascaded  gates. 

The  spatial  resolution  of  the  electrooptic  sampler  permits  probing  of  MSI  GaAs  digital  ICs  to  de¬ 
termine  signal  risetimes  and  relative  timing.  Figure  38  shows  serial  output  waveform  probed  on  a  2 
pm  conductor  internal  to  the  output  buffer  in  a  2.7  GHz  8-bit  multiplexer/demultiplexer  from  Tri- 
Quint  Semiconductor  [59]  and  Figure  39  shows  the  8-phase  clock  waveforms  probed  on  3  pm  metal 
interconnects  spaced  by  6  pm.  Similar  measurements  have  recently  been  made  on  gigahertz  logic 
flip-flops  and  counters  [60]. 

4.3.  Microwave  circuit  measurements 

At  microwave  and  millimeter-wave  frequencies,  where  conductor  lengths  and  circuit  element  sizes 
often  become  large  with  respect  to  the  electrical  wavelength,  direct  measurements  of  conductor  volt¬ 
ages  and  currents  are  difficult,  particularly  with  conventional  electrical  test  instrumentation.  Direc¬ 
tional  couplers  and  directional  bridges  separate  the  forward  and  reverse  waves  on  a  transmission  line; 
standard  microwave  test  instruments  use  these  to  measure  the  incident  and  reflected  waves  at  the 
ports  of  a  microwave  device  or  network.  The  relationship  between  these  waves  is  expressed  as  the 
wave  scattering  matrix  S  known  as  the  scattering  parameters  [61].  The  electrooptic  sampler  directly 
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Figure  39:  8-phase  clock  waveforms  in  2.7  GHz  multiplexer.  An  asymmetrical  2.7  GHz  clock  input  results  in  timing 
skew  in  the  8-phase  counter. 
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Figure  40:  Magnitude  (a)  wd  phaar  (b)  of  a  40  GHz  voltage  standing  wave  on  an  open-tenninaied  GaAs  copianar 
waveguide  ratsmisaon  line.  The  points  are  die  data  and  the  solid  line  is  the  fitted  curve.  Prom  this  measurement  a 
reflection  coefficient  of  0.90  Q-00*  is  calculated.  Each  division  of  10*  in  phase  corresponds  to  0.7  ps  in  time. 
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Figure  41:  Magnitude  (a)  Md  phaae  (b)  of  a  20  GHz  voltage  standing  wave  on  a  GaAs  coplanar  waveguide 
trvwnueion  line  with  a  termination.  The  points  are  the  data  and  the  solid  line  is  the  Titled  curve.  From 

this  measuemeat  a  reflection  coefficient  of  0.35  @-15*  is  calculated 


measures  voltages,  but  not  currents,  preventing  a  direct  measure  of  2-port  parameters.  Measuring 
the  voltage  as  a  function  of  position  with  the  optical  probe  [62],  similar  to  a  slotted-line  measure¬ 
ment,  permits  calculation  of  the  incident  and  reverse  waves  on  the  transmission  lines  connecting  to 
devices.  From  this  information  the  network  scattering  parameters  can  then  be  determined. 

The  vector  voltage  due  to  the  sum  of  the  forward  and  reverse  traveling  waves  on  a  lossless  trans¬ 
mission  line  conductor  is 


V(z)  =  V+exp(-jBz)  +  V'exp(+jfiz)  (33) 

where  V+  and  V*  are  the  forward  and  reverse  traveling  wave  coefficients,  B  is  the  wavenumber 
and  z  is  the  position.  The  traveling-wave  coefficients  are  calculated  by  measuring  this  vector 
voltage  as  a  function  of  position  along  a  conductor  using  the  optical  probe  then  solving  for  these 
coefficients.  For  a  one-port  transmission  line  the  ratio  of  the  traveling  wave  coefficients  V+  and  V-  is 
the  reflection  coefficient  T,  or  Su  ,  the  return  loss.  An  example  of  such  a  measured  vector  standing 
wave  and  the  calculated  reflection  coefficient  for  an  unterminated  CPW  transmission  line  at  a  drive 
frequency  of  40  GHz  is  shown  in  Figure  40,  and  a  similar  measurement  with  an  unmatched  load 
terminating  the  line  at  20  GHz  is  shown  in  Figure  41.  Extending  this  technique  to  calculate  the  inci¬ 
dent  and  reflected  waves  on  the  input  and  output  ports  of  a  network  allows  for  calculation  of  the  S- 
parameters  with  a  reference  plane  defined  on  the  integrated  circuit 

On  GaAs  microwave  amplifiers  and  similar  MMICs,  the  propagation  of  microwave  signals  internal 
to  the  circuit  can  be  measured.  Figure  42  is  a  monolithic  2-18  GHz  MESFET  distributed  amplifier 
from  Varian  Research  Labs  [63,64]  with  coplanar-waveguide  transmission  line  interconnects.  The 
circuit  diagram  is  shown  in  Figure  43.  In  a  distributed  amplifier,  a  series  of  small  transistors  are 
connected  at  regular  spacings  between  two  high-impedance  transmission  lines.  The  high-impedance 
lines  and  the  FET  input  and  output  capacitances  together  form  synthetic  transmission  lines  of  50  G 
characteristic  impedance.  Series  stubs  are  used  in  the  drain  circuit,  equalizing  the  phase  velocities  of 
the  two  lines  and  providing  partial  matching  between  the  low  impedance  of  the  output  line  and  the 
higher  output  impedances  of  the  FETs  at  high  frequencies,  thereby  peaking  the  gain.  Measurements 
of  interest  include  the  relative  drive  levels  to  the  individual  FETs  as  influenced  by  the  loss  and  cutoff 
frequency  of  the  synthetic  gate  line,  the  small-signal  voltage  at  the  drain  of  each  FET,  and  iden¬ 
tification  of  the  saturation  mechanisms  leading  to  amplifier  gain  compression. 

Figure  44  shows  the  small-signal  gate  voltages  versus  frequency  for  the  amplifier  of  Figure  42;  sev¬ 
eral  features  can  be  noted.  The  rolloff  beyond  18  GHz  is  the  cutoff  frequency  of  the  periodically- 
loaded  gate  line,  the  slow  rolloff  with  frequency  is  the  gate  line  attenuation  arising  from  the  real  part 
of  the  FET  input  admittance,  and  the  ripples  are  standing  waves  resulting  from  mistermination  of  the 
gate  line  (i.e.  the  load  resistance  not  equal  to  the  synthetic  line's  characteristic  impedance.) 

Similar  measurements  can  be  made  on  MMICs  t  sing  microstrip  transmission  lines.  Figures  45  and 
46  show  the  small-signal  drain  voltages  versus  frequency  for  a  distributed  amplifier  with  microstrip 
transmission  lines  (Figure  47,  also  from  Varian  Associates.)  The  strong  variation  with  frequency 
and  position  results  from  interference  of  the  forward  and  reverse  waves  on  the  drain  transmission 
line.  >  1 
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Figure  42:  Traveling-wave  amplifier  using  coplanar  waveguide  transmission-line  intercotmecls[62l 
Photo  coiutesv  of  M.  Riaziat,  Varian  Research  Center 
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Figure  44:  Small-signal  voltages  at  the  five  gates  and  at  the  gate  termination  resistor  in  the 
coplanar  2  -  18  GHz  distributed  amplifier  of  Fig.  33.  The  line  labeled  1  is  the  FET  nearest 
the  input,  2  is  the  next  FET,  and  so  on,  until  6  which  is  the  reverse  termination. 


Figure  45:  Small-signal  voltages  at  the  first  and  second  drains,  and  at  the  drain  line  reverse  termination  resistor,  in  a  2- 
18  GHz  distributed  amplifier  using  microstrip  transmission  lines  1611. 
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Figure  47:  Traveling- wave  amplifier  using  microstrip  transmission  line  interconnects  [62 J.  Photo  courtesy  of  R. 
LaRue,  Varian  Research  Center. 


Used  in  the  synchronous  sampling  mode,  the  electrooptic  sampler  can  measure  the  voltage  wave¬ 
forms  at  internal  nodes  under  conditions  of  circuit  saturation,  permitting  identification  of  the  satu¬ 
ration  mechanisms.  Figure  48  shows  the  voltage  waveforms  at  drains  4  and  5  of  the  microstrip  dis¬ 
tributed  amplifier  operating  at  10  GHz  and  7  dBm  input  power,  corresponding  to  the  1  dB  gain 
compression  point  For  this  amplifier,  at  frequencies  above  5  GHz,  gain  saturation  arises  predomi¬ 
nantly  from  drain  saturation  (i.e.  reduction  of  to  the  point  where  the  drain  end  of  the  channel  is 
no  longer  pinched  off)  of  the  fourth  and  fifth  FET’s.  Saturation  at  drive  frequencies  as  high  as  21 
GHz  can  be  observed  (Figure  49).  Even  if  the  probed  points  had  been  accessible  with  electrical 
probes,  these  measurements  would  not  be  possible  with  sampling  oscilloscopes  (due  to  limited 
bandwidth),  spectrum  analyzers  (magnitude  response  only),  or  network  analyzers  (small-signal  re¬ 
sponse  only). 

4.4.  Millimeter-wave  circuit  measurements 

The  probe  station  for  on-wafer  millimeter-wave  measurements  of  GaAs  devices  and  circuits  consists 
of  the  electrooptic  sampler  and  a  new  device,  the  active  probe.  The  active  probe  converts  an  input 
microwave  signal  to  a  higher  harmonic  at  millimeter-wave  frequencies  and  delivers  it  to  the  device  or 
circuit  under  test  on  the  wafer.  It  is,  in  essence,  a  source  multiplier.  Millimeter-wave 
characterization  of  GaAs  devices  and  circuits  have  been  performed  on  a  Cascade  probe  station 
modified  for  electrooptic  sampling.  The  bandwidth  of  the  electrooptic  sampling  system,  discussed  in 
Section  3.2,  has  a  3  dB  point  in  excess  of  200  GHz.  The  timing  jitter  of  the  laser  output  pulses 
corresponds  to  a  phase  uncertainty  of  approximately  ±  12*  at  100  GHz. 

A.  Active  probe 

Conventional  millimeter  wave  sources  have  waveguide  outputs  incompatible  with  wafer  probing 
[65].  To  bring  the  millimeter- wave  signal  on-chip  without  waveguides,  an  active  probe  frequency 
multiplier  has  been  developed  [66].  The  active  probe  has  a  coaxial  input  and  a  coplanar  waveguide 
(CPW)  output  which  contacts  the  device's  input  ground-signal-ground  pads.  A  12-20  GHz  input 
signal  to  the  active  probe,  provided  by  a  commercially  available  microwave  synthesizer,  is 
quintupled  to  generate  the  60-100  GHz  output  signal.  Vector  or  time  waveform  measurements  of 
devices  can  then  be  made  (see  Sections  4. 1-4.3)  electrooptically. 

The  active  probe,  shown  schematically  in  Figure  50,  consists  of  a  low-pass  filter  and  an  input 
matching  network  before  the  nonlinear  element.  A  beam-lead  antiparallel  GaAs  Schottky  diode  pair 
was  used  as  the  nonlinear  element  [67],  [68],  with  a  matching  network  and  a  bandpass  filter  at  the 
output  to  pass  the  fifth  harmonic  and  to  reject  the  fundamental  and  the  undesired  harmonics  [69]. 
The  circuit  design  was  implemented  in  coplanar  waveguide  with  the  layout  shown  in  Figure  51.  The 
assembled  active  probe  (Figure  52)  closely  resembles  commercial  passive  probes  used  at  lower 
frequencies.  A  maximum  output  power  of  -15  dBm  between  60-100  GHz  was  obtained  from  the 
first  iteration  design  of  the  active  probe  quintupler.  The  minimum  conversion  loss  was 
approximately  -32  dB. 

The  output  waveform  of  the  active  probe  at  77  GHz  (input  frequency  =  15.4  GHz)  is  shown  in 
Figure  53.  Since  the  output  bandpass  filter  of  the  frequency  multiplier  does  not  completely  reject  the 
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Figure  50:  Schematic  circuit  diagram  of  the  active  probe  quintupler  which  generates  the  millimeter- 
wave  input  signal  to  the  device  under  test  for  on -wafer  characterization  of  GaAs  devices  and  ICs 
using  electrooptic  sampling  technique.  The  quintupler  circuit  consists  of  a  lowpass  filter  and  an 
input  matching  network  before  the  nonlinear  element  followed  by  an  output  matching  network  and  a 
bandpass  filter. 


Figure  51 :  Circuit  layout  of  the  frequency  multiplier  active  probe.  The  quintupler  circuit,  the  50 
ohm  CPW's  connecting  the  quintupler  circuit  to  the  CPW-to-coax  transition  and  the  output  pads  and 
the  EXT  lines  which  provide  the  bias  to  the  diodes  are  included  in  the  circuit  layout 


Figure  52:  photographs  of  assembled  60-100  GI  Iz  active  wafer  probe.  In  use  the  probes 
are  mounted  in  the  elcclroopiic  probe  station  to  provide  millimeter- wave  dnve 
signals  to  circuits  under  test. 


component  of  the  signal  at  the  fundamental  frequency,  the  output  waveform  at  77  GHz  has  an 
envelope  at  15.4  GHz. 

The  active  probe  promises  to  extend  the  range  of  coaxial  millimeter-wave  network  analysis.  The 
frequency  range  of  conventional  network  analyzers,  such  as  the  HP  8510,  is  extended  to  millimeter- 
wave  frequencies  by  using  an  external  frequency-multiplier  and  harmonic  mixers  with  waveguide 
inputs  and  outputs.  A  harmonic-mixer  active  probe  with  a  CPW  input  and  a  coaxial  output,  used  in 
conjunction  with  the  frequency-multiplier  active  probe,  would  provide  a  non-optical  alternative 
approach  for  millimeter-wave  linear  network  analysis.  In  this  approach,  the  input  millimeter- wave 
test  signal  is  supplied  by  the  frequency-multiplier  active  probe  to  a  device  under  test.  The  output  of 
the  device  then  would  be  down-converted  in  the  harmonic-mixer  active  probe  to  an  intermediate 
frequency  for  detection  and  post-processing  by  a  conventional  network  analyzer. 

The  development  of  a  harmonic-mixer  active  probe  directly  benefits  from  the  work  done  on  the 
frequency-multiplier  active  probe.  A  scaled  model  of  the  harmonic  mixer  active  probe  has  been 
developed  and  evaluated.  By  using  calibration  standards  fabricated  on  GaAs  the  systematic  errors  in 
the  measurements  of  GaAs  devices  and  ICs  can  be  corrected. 

Extension  of  the  active  probes  to  300  GHz  will  require  monolithic  integration  of  the  nonlinear  circuit 
elements.  At  Stanford,  integrated  millimeter- wave  diodes  with  cutoff  frequencies  in  excess  of  1  THz 
have  been  fabricated.  By  exploiting  this  in-house  technology,  300  GHz  probes  should  be  feasible. 

B.  Millimeter-wave  potential  mapping 

Planar  transmission  lines  are  the  most  suitable  geometries  for  millimeter-wave  integrated  circuits  on 
GaAs.  Although  the  most  commonly  used  planar  transmission  line  is  microstrip,  coplanar 
structures,  where  the  ground  and  signal  conductors  are  on  the  same  plane  (see  Figure  54),  are 
becoming  more  popular.  Coplanar  waveguide  (CPW)  [70],  slot  line  [71],  [72],  and  coplanar  strips 
(CPS)  are  the  best  known  transmission  lines  of  this  type.  They  have  significant  advantages  over 
microstrip  for  monolithic  microwave  integrated  circuit  (MMIC)  applications  at  millimeter-wave 
frequencies  [73].  These  advantages  include  low  sensitivity  to  substrate  thickness  variation,  low- 
inductance  access  to  topside  ground  plane,  realization  of  both  series  and  shunt  transmission  line 
stubs,  planar  shunt  connection  of  devices,  and  novel  structures  based  on  CPW-slot  line  junctions. 

Electrooptic  sampling  has  been  used  to  measure  propagation  properties  of  these  uniplanar 
transmission  lines  [74],  [75].  The  terms  CPW  and  coupled  slot  line  are  used  interchangeably, 
referring  to  the  same  physical  structure  [76].  The  CPW  mode,  which  is  the  same  as  the  odd  mode  of 
the  coupled  slot  line,  has  the  electric  fields  of  opposing  polarity  in  the  two  slots.  The  even  mode  of 
the  coupled  slot  line,  referred  to  as  the  coupled  slot  mode,  has  the  electric  fields  of  the  same  polarity 
in  the  two  slots.  When  the  CPW  mode  is  used,  the  coupled  slot  mode  is  suppressed  by  shorting  the 
two  outer  conductors  with  an  air  bridge.  Two  different  Cascade  probes  excited  the  even  and  odd 
modes  of  CPW,  slot  line  and  CPS:  for  the  CPW  odd  mode,  a  ground- signal-ground  probe  was  used; 
for  the  CPW  even  mode,  slot  line  and  CPS,  a  signal-ground-signal  probe  was  used. 

By  scanning  the  optical  beam  across  the  conductors,  transverse  to  the  direction  of  propagation,  the 
potential  distribution  over  the  guide  cros$  section  is  measured.  The  transverse  potential  distributions 
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of  the  CPW,  slot  line  and  the  CPS  were  measured.  Figure  55  shows  the  cross  section  and  the 
potential  distribution  of  the  odd  mode  of  the  CPW.  In  the  odd  mode  the  signal  is  applied  to  the 
center  conductor  and  the  outer  conductors  are  at  ground  potential  as  indicated  by  the  Hata  The  cross 
section  and  transverse  potential  of  slot  line  is  shown  in  Figure  56.  Figure  57  shows  the  results  of 
the  transverse  scan  and  the  cross  section  of  CPS.  In  the  slot  line  and  CPS  the  difference  in  the 
potential  amplitude  on  the  two  conductors  is  due  to  the  presence  of  unbalanced  modes.  These 
undesired  modes  are  excited  by  the  imperfect  launching  of  the  signal  from  the  Cascade  probe.  The 
standing  wave  measurements  of  the  slot  line  and  CPS  verified  the  presence  of  these  parasitic  modes. 

Measurement  of  standing  waves  on  uniplan ar  guides  were  obtained  by  scanning  the  probe  along  the 
direction  of  propagation.  Figure  58  shows  the  magnitude  and  phase  of  the  odd  mode  voltage 
standing  wave  on  the  center  conductor  at  18.464  GHZ.  Even  mode  measurement  results  at  1 8.464 
GHZ  are  shown  in  Figure  59.  The  standing  waves  on  slot  line  and  CPS  at  40  GHz  are  shown  in 
Figures  60  and  61.  In  the  standing  waves  measured  on  the  slot  line,  the  amplitudes  of  the  minima 
are  not  equal  to  zero  and  there  are  also  variations  in  the  amplitudes  of  the  maxima  and  minima.  The 
cause  of  these  deviations  is  the  propagation  of  undesired  unbalanced  modes  in  addition  to  the 
fundamental  balanced  mode,  as  described  in  the  preceding  section.  Because  the  guide  wavelengths 
for  these  undesired  modes  differ  from  the  guide  wavelength  of  the  fundamental  mode,  the  undesired 
and  desired  modes  interfere,  changing  the  amplitudes  of  the  maxima  and  minima  of  the  standing 
waves  as  a  function  of  distance  along  the  direction  of  propagation. 

The  single-mode  guide  wavelength  of  a  50  Q  CPW  under  odd-mode  excitation  was  measured  from 
15  to  100  GHz  (see  Figure  62)  and,  under  even  mode  excitation,  from  15  to  40  GHz  (see  Figure 
63).  The  odd  mode  was  excited  by  applying  the  signal  to  the  center  conductor  and  grounding  the 
outer  conductors.  The  same  CPW  was  then  excited  in  the  even  mode  by  applying  two  signals  of 
equal  amplitude  and  opposite  phase  to  the  outer  conductors  and  grounding  the  center  conductor. 
Note  that  the  dispersion  of  the  odd  mode  is  significantly  less  than  the  even  mode.  The  standing 
wave  measurements  from  15  to  40  GHz  were  then  repeated  on  the  slot  line.  The  dispersion 
characteristics  are  shown  in  Figure  64.  Since  the  cutoff  frequency  of  the  lowest  order  quasi-slab 
mode  is  45  GHz,  coupling  to  parasitic  slab  modes  can  be  ignored  in  all  three  cases. 

These  dispersion  characteristics  are  particularly  important  in  designing  broadband  millimeter-wave 
GaAs  integrated  circuits.  Still  under  investigation  are  the  dispersion  of  higher-order  modes  of  CPW. 
Such  higher-oider  modes  and  significantly  affect  the  dispersion  characteristics  of  the  quasi-TEM 
mode.  Electrooptic  sampling  has  been  used  to  experimentally  determine  the  frequency  range  of 
strong  coupling  and  interaction  between  the  quasi-TEM  mode  and  the  higher  order  slab  modes. 
Empirical  design  rules  will  eventually  be  derived  from  these  measurements  and  used  to  design 
broadband  CPW  millimeter-wave  integrated  circuits  on  GaAs. 

C.  Nonlinear  network  analysis 

Because  power  amplifiers,  frequency  multipliers,  and  limiters  are  inherently  nonlinear,  their  behavior 
cannot  be  characterized  by  the  linear  concept  of  S -parameters.  Instead,  the  time  waveform  must  be 
studied  directly.  The  electrooptic  probe  used  in  the  equivalent-time  sampling  mode  can  directly 
measure  these  distorted  waveforms.  We  have  used  this  approach  for  nonlinear  waveform 
measurements  up  to  100  GHz,  in  designing  and  evaluating  several  important  nonlinear  circuits. 
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The  distorted  time-waveforms  provide  information  about  the  type  of  nonlinearity  and  its  magnitude. 
The  time-waveform  of  the  frequency  multiplier  active  probe  output,  measured  electrooptically,  was 
shown  in  Figure  52.  A  15.4  GHz  sinusoidal  input  waveform  is  distorted  and  filtered  by  the 
multiplier  to  generate  the  fifth  harmonic,  at  77  GHz.  By  extracting  the  device  parameters  from  the 
large-signal  measurements,  computer  simulation  models  can  be  derived  and  used  to  optimize  circuit 
and  device  design. 

D.  S-parameter  measurements 

Understanding  the  physics  and  frequency  limitations  of  millimeter-wave  devices  requires  accurate 
characterization  of  the  operational  parameters.  Conventional  network  analyzers,  such  as  the  HP- 
8510,  operate  to  26.5  GHz.  Calibration  is  typically  obtained  by  a  series  of  measurements  resulting 
in  a  twelve-term  error  model.  Extrapolation  to  higher  frequencies  of  S-parameters  measured  below 
26.5  GHz  using  conventional  network  analyzers  does  not  provide  an  accurate  millimeter-wave 
characterization  of  these  devices.  To  extend  the  frequency  range  of  network  measurement 
instruments  to  100  GHz,  external  frequency  multipliers  and  mixers  with  waveguide  outputs  are 
added  and  a  waveguide  fixture  for  the  device  is  used.  They  result  in  a  significant  reduction  in  the 
measurement  accuracy. 

An  alternative  is  on-chip  100  GHz  S-parameter  measurements  using  electrooptic  sampling.  The 
combination  of  200  GHz  electrooptic  sampler  bandwidth  and  an  active  wafer  probe  to  provide  input 
drive  signals  up  to  100  GHz  give  a  powerful  new  tool  for  S-parameter  characterization.  Calibration 
in  the  electrooptic  approach  is  straightforward,  requiring  only  a  two-term  error  model  for  source  and 
load  mismatch  corrections.  Since  this  is  an  optical  measurement  technique,  the  harmonic  mixer  and 
waveguide  fixturing  of  the  device  and  the  corresponding  waveguide  network  are  eliminated.  This 
new  technique  opens  the  way  to  the  accurate  on-chip  characterization  of  emerging  millimeter-wave 
electronic  devices  and  the  development  of  a  new  industry  standard  for  millimeter  wave  measurement 
methodology. 

Figure  65  shows  the  standing  wave  measured  by  electrooptic  sampling  on  a  50  ohm  CPW 
terminated  in  a  short  circuit  with  a  100  GHz  input  signal  supplied  by  the  active  probe.  Using  a  linear 
estimation  algorithm  on  a  HP  9836  computer,  the  standing  wave  data  obtained  is  converted  to  S- 
parameters.  The  reflection  coefficient  of  the  1.0  millimeter  long  50  ohm  CPW  terminated  in  a  short 
circuit  in  Figure  65  was  calculated  to  be  0.93  @  -94°.  The  frequency  response  of  this  one-port 
network  was  obtained  by  repeating  the  standing  wave  measurement  at  each  frequency.  Figure  66 
shows  an  example  of  such  a  measurement  of  the  same  test  structure  obtained  using  the  active  probe 
and  the  electrooptic  sampler  over  60  to  100  GHz. 

On-wafer  S-parameter  measurements  of  two-port  networks  at  millimeter-wave  frequencies  using 
electrooptic  sampling,  are  based  on  an  extension  of  one-port  network  measurement  scheme. 
Calibration  is  based  on  a  two-term  error  model  consisting  of  load  and  source  match  error  terms.  The 
measured  S-parameters  are  then  corrected  for  these  error  terms.  Figure  67  shows  50  to  95  GHz  S- 
parameter  measurements  of  a  test  structure  consisting  of  a  25  ohm  CPW  of  500  microns  length. 
Also  shown  in  that  Figure  is  a  the  frequency  response  of  a  simple  CPW  model  which  does  not 
include  the  effects  of  the  discontinuities, and  the  losses.  Although  the  ground-to-ground  spacing  of 
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electrooptic  sampling  measurements. 
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Figure  55:  Transverse  potential  distribution  of  CPW  odd  mode.  The  test  structure  had  1 80  microns 
ground-to  ground  spacing,  a  center  conductor  width  of  80  micron  sand  50  microns  wide  gaps  on  a 
500  microns  thick  GaAs  substrate.  •  The  outer  conductors  were  at  ground  potential  and  the  signal  is 
applied  to  the  center  conductor.  The  non-zero  potential  shown  in  the  figure  is  due  to  the  non-zero 
back-side  potential. 
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Figure  56:  Transverse  potential  distribution  of  slot  line.  The  test  structure  has  a  slot  width  of  125 
microns  on  a  500  microns  thick  GaAs  substrate.  The  voltage  on  the  two  conductors  are  equal  in 
magnirtiri*  and  180°  out-of-phase.  The  small  difference  in  the  magnitudes  of  the  voltages  on  the  two 
conductors,  is  due  to  a  combination  of  the  variations  in  the  metal  refelectivities  for  the  optical  beam 
and  presence  of  small  amount  of  undesired  unbalanced  modes. 
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Figure  58:  Magnitude  and  phase  of  the  CPW  odd  mode  18.5  GHz  standing  wave.  The  standing 
wave  minima  are  separated  by  3.1  mm  which  is  half  of  the  odd  mode  guide  wavelength  at  18.5 
GHz.  The  phase  changes  by  180°  at  the  positions  of  the  minima. 
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Figure  59:  Magnitude  and  phase  of  the  CPW  odd  mode  18.5  GHz  standing  wave.  The  standing 
wave  minima  are  separated  by  3.4  mm  which  is  half  of  the  even  mode  guide-wavelength  at  18.5 
GHz.  The  phase  changes  by  180°  at  the  positions  of  the  minima. 
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Figure  63:  15  to  40  GHz  disperion  characteristics  of  the  CPW  even  mode.  The  theoretical  curve  is 
obtained  by  approximating  the  even  mode  by  a  slot  line  with  a  slot  width  equal  to  the  ground-to- 
ground  spacing  of  the  CPW.  This  is  a  good  approximation  in  the  case  of  small  center  conductor 
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Figure  64:  16  to  40  GHz  dispersion  characteristics  of  the  slot  line. 


Phase  (degrees)  Magnitude  (a.u.) 


360 


0.4  0.6  0.8 

Distance  (mm) 


240 


120 


Distance  (mm) 


r 

Figure  65:  Magnitude  and  phase  of  the  standing  wave  measured  on  a  50  ohm  CPW  terminated  in 
shoncircuit  at  100  GHz,  using  electrooptic  sampling  technique.  The  dotted  line  is  theacwaldata 
from  which  the  input  reflection  coefficient  is  calculated.  The  solid  line  is  the  standing  wa  e 
calculated  form  the  input  reflection  coefficient 
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Figure  66:  One-port  S -parameter  measurements  obtaii 
sampler  over  the  frequency  range  of  60  to  100  GHz. ' 
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Figure  69:  The  CPW  with  the  discontinuity  models  and  losses  modelled  by  lumped  resistors. 


the  test-structure  was  less  than  50  microns  and  there  are  no  discontinuities  in  the  ground  planes,  the 
center  conductor  discontinuities  are  not  negligible  at  millimeter-wave  frequencies.  Figure  68  shows 
the  same  data  compared  to  an  approximate  model  which  includes  lumped  circuit  models  for  the 
discontinuities  and  the  losses.  The  circuit  model  is  shown  in  Figure  69.  The  correlation  between 
the  model  and  the  data  is  improved  by  incorporating  these  parasitic  effects. 

5.  Conclusion 

A  variety  of  new  probing  techniques  for  high-speed  integrated  circuits  have  been  investigated  by  re¬ 
searchers,  with  the  objective  of  providing  an  instrument  with  bandwidth  greater  than  that  of  the  test¬ 
ed  device,  a  spatial  resolution  sufficient  to  permit  access  to  finely  spaced  conductors  within  these 
circuits,  measuring  their  potential  independent  of  the  potential  of  nearby  conductors,  and  with  negli¬ 
gible  degradation  of  measurement  accuracy  from  circuit  perturbation.  The  techniques  discussed  in 
the  introduction  use  either  electron  or  optical  beams  to  measure  electrical  signals  on  an  IC,  and  all 
have  some  degree  of  trade-off  between  achieving  best  time  resolution,  spatial  resolution,  and  pertur¬ 
bation  of  the  circuit  operation.  Direct  electroopdc  sampling  uses  the  substrate  of  the  GaAs  IC  itself 
as  the  electroopdc  modulator,  eliminating  external  electroopdc  elements  and  their  invasive  aspects, 
and  permitting  access  to  arbitrary  points  within  the  circuit  without  physical  contact  to  a  resolution 
limited  by  the  diameter  of  the  focused  infrared  probe  beam.  With  the  substrate  serving  as  the  elec¬ 
trooptic  element,  the  optical  properties  of  the  circuit  must  be  considered  (polishing  of  the  substrate 
backside  and  metallization  reflectivity),  and  probe  beam  absorption  through  deep  levels  in  the  GaAs 
substrate  can  affect  circuit  operation.  Reducing  the  probe  beam  intensity,  using  a  longer  wavelength 
beam,  and  avoiding  active  devices  reduces  this  perturbation.  The  sections  on  system  bandwidth  and 
sensitivity  describe  limits  on  the  instrument's  time  resolution  and  accuracy.  Since  the  intensity 
modulations  due  to  the  electrooptic  effect  are  small,  full  understanding  of  the  noise  sources  in  the 
system  and  methods  for  their  suppression  is  crucial  if  the  system  is  to  provide  useful  circuit 
measurements.  The  dominant  accuracy  limitation  in  backside  probing  is  the  non-zero  backside 
potential,  which  depends  most  strongly  on  ground-to-ground  spacing  of  frontside  conductors.  The 
system  described  in  this  paper  has  a  potential  time  resolution  of  less  than  2  ps,  a  corresponding 
bandwidth  greater  than  100  GHz,  a  working  sensitivity  of  70  pV/VHz,  and  a  spatial  resolution  of 
less  than  3  microns. 

The  direct  electrooptic  sampling  system  has  several  aspects  critical  for  IC  testing  in  addition  to  inter¬ 
nal  node  testing.  Synchronization  of  the  laser  probe  pulses  to  the  signal  generator  driving  the  IC 
permits  operation  of  the  circuit  in  its  normal  fashion,  driven  by  microwave  or  digital  signals  from 
electronic  sources.  Integration  of  the  electrooptic  sampling  system  with  a  microwave  wafer  probe 
station  permits  wafer-level  optical  probing  of  high-speed  IC's.  Measurement  results  on  a  variety  of 
GaAs  analog  microwave  and  high-speed  digital  integrated  circuits  have  been  presented,  such  as  gate 
propagation  delay  and  logic  timing  measurements  of  an  8-bit  multiplexer/demultiplexer  clocked  at  2.6 
GHz,  a  20  gate  inverter  chain  using  1pm  MESFET  technology,  18  GHz  static  frequency  dividers 
using  0.2  jim  MESFET  technology  on  digital  IC's,  internal  signal  measurements  on  2-18  GHz  mi¬ 
crostrip  and  coplan ar  waveguide  traveling-wave  amplifiers,  and  voltage  standing  wave  and  reflection 
coefficient  measurements  on  transmission  lines  at  frequencies  to  40  GHz.  The  development  of  the 
active  probe  frequency-multiplier  has  extended  the  measurement  capabilities  of  the  electroopdc 
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sampler  to  the  millimeter-wave  frequencies.  On-wafer  millimeter-wave  S-parameter  measurement 
results  up  to  100  GHz  of  one-port  and  two-port  networks,  millimeter-wave  time-waveform 
measurements  and  potential  mapping  of  unipianar  guides  on  GaAs,  using  the  active  probe  and  the 
electrooptic  sampler  have  been  presented.  Monolithic  integration  of  the  active  probe  circuits  and 
reductions  of  the  pulsewidth  and  timing  jitter  of  the  laser  pulses  will  extend  the  measurement 
capability  of  the  electrooptic  sampler  to  300  GHz. 
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